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MESURE ET ACTIONEMENT DANS LE CADRE DE LA CONCEPTION DE
PROTHÈSES DE MEMBRES SUPÉRIEURS.
Jean-Baptiste CHOSSAT
RÉSUMÉ
Cette thèse a eu pour objectif l’amélioration des prothèses de membre supérieur. Pour ce faire,
et en se basant sur les besoins reportés par les utilisateurs, nous avons ciblés deux aspects
principaux des prothèses contemporaines: les sensations et l’actionnement.
Le rétablissement des capacités prioprioceptives au travers d’uns membre artiﬁciel est vitale
pour leur contrôle instinctif et précis. Dans le but de mesurer la position des prothèses, nous
avons conçu des capteurs microﬂuidiques souples utilisant des liquides conducteurs, comme
l’alliage eutectique de Gallium et d’Indium (eGaIn) ou les liquides ioniques à température
ambiante (RTIL), scéllés dans un élastomère de faible raideur. Ces capteurs ont été utilisé
tout d’abord pour mesurer des étirements unidirectionels, puis des forces normales grâce à
l’utilisation de l’imagerie par impédance tomographique dans une peau souple microﬂuidique,
et ﬁnalement intégrés dans une peau artiﬁcielle souple qui a été utlisé pour mesurer les mou-
vements d’une main humaine.
Les actionneurs electromagnétiques conventionels sont peu adaptés à l’actionnement des pro-
thèses. Les tâches de préhension necessite typiquement un couple fort à faible vitesse, tan-
dis que les actionneurs conventionels sont conçus pour être efﬁcaces à hautes vitesses. En
conséquence, nous avons conçu l’actionneur à "Aimants Permanents Programmable" (PPM).
Cet actionneur unique, basé sur la magnétisation d’aimants permanents par des impulsions
de courant, est capable de soutenir un torque conséquent à une vitesse nulle et sans aucune
dépense énergétique. Pour cette raison cet actionneur est particulièrement adapté pour des
tâches comme la préhension ou la marche, et représente un nouveau type d’actionneur electro-
magnétique qui permettra un actionement efﬁcace, dans des conditions de couple élevé et de
basse vitesse, pour des applications de type robotiques et prothétiques.
Mots-clés: Prothèse de Membre Supérieur, Capteur Microﬂuidique, eGaIn, Liquide Ionique
à Température Ambiante, Actioneur, Préhension

SENSING AND ACTUATION FOR THE DESIGN OF UPPER LIMB PROSTHETICS
Jean-Baptiste CHOSSAT
ABSTRACT
The objective of this thesis has been to improve upper limb prosthetics. With this aim in
mind, and based on reported user needs, we targeted two main aspects of contemporary active
prosthetics: sensing and actuation.
The restoration of proprioceptive capabilities through the artiﬁcial limb is vital for their intui-
tive and precise control. In order to capture the prosthetics position, we designed extremely
soft microﬂuidic sensors using conductive liquids such as eutectic Gallium Indium (eGaIn) or
Room Temperature Ionic Liquid (RTIL) embedded in soft elastomers. These sensors were used
ﬁrst to sense unidirectional strain, then normal force through Electrical Impedance Tomogra-
phy (EIT) in a soft microﬂuidic skin, and were ﬁnally embedded in a soft artiﬁcial skin that
was used to measure the human hand motion.
Conventional electromagnetic actuators are poorly suited for prosthetic actuation. Grasping
tasks typically require large torque at low speeds whereas conventional actuators are designed
to be efﬁcient at high rotational speeds. In consequence, we designed the "Programmable
Permanent Magnet" (PPM) actuator. This unique actuator, based on the magnetization of per-
manent magnets by current pulses, is able to maintain a large torque at no speed and for no
energetic cost. This actuator is especially suited for tasks such as grasping or walking and rep-
resents a new type of electromagnetic actuator that will enable efﬁcient low speed high torque
efﬁcient actuation for robotic and prosthetic applications.
Keywords: Upper Limb Prosthetic, Microﬂuidic Sensor, eGaIn, Room temperature Ionic
Liquid, Actuator, Grasping.
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INTRODUCTION
Everyone has a plan ’till they get punched in the mouth.
M. Tyson
The goal of this thesis is to improve the design of prosthetics. The absence or loss of a limb is
probably one of the most prejudicial impairments one can suffer. Since this handicap is often
highly impactful on one’s quality of life, current healthcare best practice aspires at restoring
some degree of function and independence through the use of a prosthetic limb. However,
prosthetics are still far less capable than biological organs.
To assess the use of prosthetics worldwide is hard because access to healthcare as well as
statistical compilations differs among countries. Besides, causes for amputation vary widely.
In developed countries, vascular dysfunction associated with diabetes is pervasive and on the
rise. In developing countries, trauma either caused by wars, landmines or heavy machinery
is the prevalent cause (Esquenazi (2004)). As an example, amputations in the U.S. number
between 50,000 to 158,000 every year (Pezzin et al. (2004); Esquenazi (2004)).
Because there are substantial differences in use and design between upper and lower limb
prosthetics (Raichle et al. (2008)), this thesis will focus exclusively on upper limb prosthetics
(ULPs). ULPs can be divided in three groups: active and body powered, active and battery
operated and passive prosthetics. Passive prosthetics appear to suffer less from maintenance
and discomfort that their active counter parts, and can be extremely lifelike in appearance (Bid-
diss & Chau (2007)) but are, in return, quite limited in function.
ULPs rejection rates are consistently high. Biddiss & Chau (2007) computed rejection rates in
a survey of 25 years of recent literature. Depending on the ULP type, mean adult rejection rates
2Figure 0.1 Real life prostheses. Courtesy of the U.S. Army, by
Walter Reed photographers.
are between 23% and 39%. However, the same survey shows how rejection rates appear to vary
widely across papers. Using recent literature, it seems to be difﬁcult to precisely identify the
causes for prosthesis rejection (price, age of the subject, cause of limb loss, wait time before
prosthetic ﬁt, etc.).
However, one can easily observe the huge disconnect between reality (Fig 0.1) and the dream
prosthetic such as portrayed in popular work of ﬁction (Fig 0.2). Thus, we propose that in-
creasing prosthetics functions and capabilities is an appropriate and relevant course of action
that will drive adoption as well as improve users’ quality of life.
In studies on user research priorities that were conducted over the past 25 years, and in which
records were collected from hundreds of users, heat dissipation and reduced weight consis-
tently appear as the most desired improvements by battery operated prosthetics users. Addi-
3Figure 0.2 Pop culture images of ULPs. From left to right: "The Empire Strikes Back" ;
"Army of Darkness" ; "Ghost in the Shell".
tionally, both battery and body powered prosthetics users identify greater sensory feedback
and increased dexterity as high ranking priorities (Kejlaa (1993); Atkins et al. (1996); Biddiss
et al. (2007)).
Based on these reported user needs, we propose two fundamental axes that can improve ULPs
design: Sensing and Actuation.
Sensing. Our biological hands are equipped with touch, which is actually one of the most fun-
damental and vitally important senses that we have (Sacks (2009); Sainburg et al. (1995)). The
sense of touch allows humans to explore and respond to their environment, as well as to intu-
itively know the body conﬁguration through proprioception. The loss of a hand or arm causes
the loss of touch, and although this loss can be counterbalanced through the sense of sight, it
requires attention to be dedicated to the limb’s actions. Therefore, instrumenting prosthetics is
a ﬁrst necessary step toward both restoring exploratory function and better prosthetic control.
Actuation. Weight and heat generation are one of the main user concerns. However, actuators
– one of the principal sources of heat and weight – are vital components for both battery
powered prosthetic actuation and haptic sensory stimulation. Furthermore, typical actuation
struggles with generating large torques for extended period of times in an efﬁcient manner and
most prosthetics related applications such as prosthetic gripping, or haptic skin deformation,
4precisely necessitate low speed and continuous high torque. Thus improving on actuators could
yield tremendous improvements and should be a priority of ULPs design.
The work presented in this thesis addresses these two research problems. Thus, the thesis
is divided in two parts, along two research axes: Part I is concerned with Sensing while
Part II focuses on Actuation. Each part contains its own literature review, research corpus,
and conclusion.
This thesis also addresses general ULPs design aspects. Rather that designing for a speciﬁc
prosthetic model, we demonstrated research concepts that are applicable to many different
ULPs. As a consequence, the ideas presented in this thesis are inspired from, and also readily
transferable to a wide range of applications. The work introduced in this thesis will conse-
quently include research ﬁelds such as soft sensing and bio-inspired robotics, wearable tech-
nologies, haptics and actuator design.
Part I
Prosthetic Proprioception through Soft
Microﬂuidic Sensing
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CHAPTER 1
CONTEXT & LITERATURE REVIEW
In preparing for battle, I have always found that
plans are useless but planning is indispensable.
Dwight D. Eisenhower
It is commonly recognized that humans are equipped with ﬁve senses: taste, sight, touch,
smell, and hearing. The sensory receptors, neural pathways, and brain structures from these
ﬁve senses together form the sensory system.
The ultimate goal of a prosthetic is to substitute for the lost limb in an identical or even im-
proved manner. Missing a hand diminishes not only the mechanical function of the body, but
also its exploratory and sensitive capabilities. Among the ﬁve senses, touch is the only one
which sensory receptors are scattered all over the body and within the skin. Therefore, any
perfect limb prosthesis also needs to restore the human sense of touch.
In this thesis, we are concerned with Upper Limb Prosthetics. Consequently, Part I of this
thesis will seek ways to emulate the sense of touch embodied in human hands, in prosthetics.
In order to have a better idea of how to imitate the tactile sensory system, it seems judicious to
ﬁrst review its biological components.
1.1 The human touch sensors
The ability of our bodies to capture different types of information is granted by a variety of
touch receptors. These touch receptors are the distal part of sensory neurons. When stimu-
lated, sensory neurons transmit the information from the periphery to the cell body, situated
in the spinal cord. Then, the sensory neuron’s body processes the message up to the brain
(Abraira & Ginty (2013); Li et al. (2011b)).
8A multiplicity of touch receptors exist in our body, that allow us to discriminate between many
different types of tactile events. Skin touch receptors are called mechanoreceptors, and their
density varies according to the skin region as well as the type (hairy or glabrous) of skin, as
illustrated in Fig 1.1.
Figure 1.1 Illustration of the different types of Mechanoreceptors contained within
the skin. Reproduced with permission (Abraira & Ginty (2013)).
Usually, one distinguishes mechanoreceptors (Vallbo & Johansson (1976); Vallbo et al. (1984))
according to their adapting speed (rapidly, intermediate, and slowly adapting: RA, IA, SA),
their receptive ﬁeld size, and their activation threshold (low or high threshold mechanorecep-
tors: LTMR, HTMR).
The adaptation speed of a mechanoreceptor regulates the type of stimulus it will react to.
Slowly adapting mechanoreceptors will be continuously sending electrical pulses ("action po-
tentials") during sustained indentation, whereas faster adapting mechanoreceptors will react
only during transient deformations of the skin such as when exposed to vibrations. The recep-
tive ﬁeld size of a mechanoreceptor determines how much area they are capable of sensing.
9In general this information is summarized in Tab. 1.1, although we refer the interested reader
to Abraira & Ginty (2013) for an extensive review of the mechanoreceptors and somatosensory
pathways.
Table 1.1 Typical skin mechanoreceptors classiﬁcation (Abraira & Ginty (2013)).
Physiological
subtype Skin type
End organ
Ending Type Location
Optimal
stimulus
SAI-LMTR
Glabrous Merkel cell
Basal Layer
of epidermis
Indentation
Hairy
Merkel cell
(touch dome)
Around Guard
hair follicles
SAII-LMTR
Glabrous Rufﬁni Dermis
Stretch
Hairy unclear unclear
RAI-LMTR
Glabrous
Meissner
corpuscule Dermal papillae Skin movement &
Hair follicle
deﬂectionHairy
Longitudinal
lanceolate ending
Guard &
Awl-Auchene
hail follicles
RAII-LMTR Glabrous
Pacinian
corpuscle Deep dermis Vibration
Aδ -LMTR Hairy Longitudinallanceolate ending
Awl-Auchene &
Zigzag hair follicles
Hair follicle
deﬂection
C-LMTR Hairy
Longitudinal
lanceolate ending
Awl-Auchene &
Zigzag hair follicles
Hair follicle
deﬂection
HMTR
Glabrous
& Hairy
Free nerve
ending
Epidermis
& Dermis
Noxious
mechanical
Although the skin is the principal organ of touch, two other touch receptors are also present in
in deeper tissues:
- Golgi tendon organs, which allow us to feel the amount of force exerted by the muscles;
- Muscle spindles, which have the ability to sense the muscle elongation, and thus grant us
the ability to map the position of our limbs.
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The role of each touch receptor is still not always clearly identiﬁed. Not only are different
types of mechanoreceptors activated through the same tactile events, but also our conscious
perception of the sense of touch arises from the complex processing of the action potentials
from all the tactile sensors, through the central nervous system.
For these reasons, rather than studying the sense of touch as a unique inseparable sense, or
dividing it down to each neurobiological receptor, a compromise is often made and touch is
roughly subdivided into three different psychophysical components (Abraira & Ginty (2013)):
- Exteroceptive. The perception of stimuli originating from outside the body such as pressure,
vibration, wetness. (RAI-, RAII-, SAI- and SAII-LTMRs);
- Interoceptive. The perception of stimuli originating from inside the body such as pain, heat
or itching (HTMR);
- Proprioceptive. The perception of the body posture in space (the "body schema"), such as
knowing where a limb is without looking at it (SA-II-LTMRs, Golgi tendon organs, Muscle
spindles, vision, audition), as well as the perception of the body position in space relative
to the environment. 1
1.2 Prosthetic touch sensory needs
Within this framework – Interoception, Exteroception, or Proprioception – we now can ask
ourselves which part of touch we aim to restore. As proposed in the introduction, prosthetic
users report a need for more sensitive feedback as well as increased dexterity.
Interoception is mainly concerned about the pain sensation that allows us to feel damage done
to the limbs. It is not the ﬁrst part of touch that we will consider repairing.
1 Stricter deﬁnitions of proprioception are commonly used. In our case, since we are ultimately con-
cerned with using a prosthesis to interact with the world, we chose this rather broad deﬁnition. This
deﬁnition is also supported by the fact that both vision as well as some components of audition (inner
ear) are involved in the mental body representation (Proske (2015); Làdavas & Pavani (1998)).
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Exteroception is extremely important. It allows us to feel objects in contact: surface tex-
tures, shear forces, pressure, and many others. Building exteroceptive sensors is one of the
avenues pursued by the CoRo laboratory, and multimodal tactile sensors have been created
(Duchaine & Rana (2014); Rana et al. (2016); Le et al. (2017)). These sensors can detect
forces as well discriminate between surfaces of different roughness (Rispal et al. (2017a,b)).
This thesis has been realized concurrently to the work on exteroception, and therefore explored
the subject of proprioception. Since all touch receptors are missing, the only way for a ULP
user to know it’s prosthetic limb position in space is to look at it. That action induces a bigger
cognitive load on the user than when equipped with prioprioceptors. In other words, proprio-
ceptive feedback through vision burdens the user.
Studies in human and non-human primates have shown that simple tools, even though they
do not contain proprioceptors and are not part our body (Maravita & Iriki (2004)), may be
integrated through experience, within our body schema. This suggests that humans may have
the ability to incorporate passive prosthetics too, within the body mental representation.
Since our ultimate goal is a prosthetic that imitates the biological human hand, we are designing
for 24 to 26 degrees of freedom prosthetic. There is, beyond any doubt, a need for incorporating
proprioceptors to the prosthesis.
1.3 Artiﬁcial proprioceptive sensing technologies
In order to be able to give to ULPs users a synthetic yet intuitive sense of proprioception, we
ﬁrst need to capture the position of the prosthetic. In order to fulﬁll this task, we need to equip
the prosthetic with sensors. Since we are designing a solution that should ﬁt to a wide array of
ULPs, we do not want to assume anything about the prosthetics mode of actuation, shape, or
in general, internal structure.
This work being done in conjunction with exteroceptive sensors design, which will be located
on the prosthetic’s palm and ﬁnger pads, our sensors should ideally be located on the outward
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facing part of the prosthetic. In addition, these sensors should not add signiﬁcant weight and
bulkiness to the prosthetic.
Therefore, we propose the general sensor’s shape to be some sort of strain sensitive skin. This
skin should cover the back of the prosthetic and would be able to sense the prosthesis move-
ments.
In many respects, this work straddles the line between the ﬁelds of robot sensing and artiﬁ-
cial skin (Lumelsky et al. (2000); Cutkosky et al. (2008)) and human motion capture (Stur-
man & Zeltzer (1994); LaViola (1999); Dipietro et al. (2008)). We will hence start by pre-
senting the most recent academic progress as well as past commercial endeavors in both these
ﬁelds.
1.3.1 Strain gauges
Maybe the most widespread type of strain sensor – strain gauges – exploit the change in resis-
tance of a conductor as it is deformed through elongation.
In robotics, strain gauges have been widely used as sensors in many applications (Carrozza
et al. (2000); Butterfaß et al. (2001); Feliu & Ramos (2005)) for their mechanical and elec-
trical simplicity, compact form factors and cost effectiveness. Strain gauges have also been
used to monitor bending angles in glove-based motion capture devices (Simone et al. (2007);
Gentner & Classen (2009)).
Indeed, stain gauges provide relatively high accuracy for measuring small strains. However,
the measurement range of conventional strain gauges is limited by the material of the sensor,
typically on the order of 1% or less, thus making them unsuitable for soft structures that may
experience large deformations and strains.
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1.3.2 Optical sensors
Light can also be harnessed for sensing. Light possesses inherent qualities that make it a
great tool for sensing and information delivery. Not only is it unaffected by electromagnetic
interference but it also can carry a large amount of information thanks to a large bandwidth.
For these reasons, optical sensors are indeed used widely for measuring strain of large magni-
tude in robotics (Suganuma et al. (1999); Kiesel et al. (2007); Park et al. (2009); Dobrzynski
et al. (2011)) as well as for hand pose estimation (Wise et al. (1990); Williams et al. (2000);
Li et al. (2011a)). However, due to the nature of the waveguides and of the computing speed
required to process information, optical sensing is often bulky and difﬁcult to integrate into
soft and wearable structures.
As an answer to this issue, recent papers tend to bypass this problem by designing diffuse
waveguides. Instead of using spectrum analysis, they rely purely on the signal amplitude as a
measure of the strain (To et al. (2015); Zhao et al. (2016)). By doing so, both the computing
power and waveguide manufacturing requirements are relaxed.
As demonstrated as soon as 1989 by Lumelski and Cheung (Cheung & Lumelsky (1989,
1992)), sensing through light does not necessarily requires waveguides. Light based sens-
ing from an external frame of reference, such as when using multiple cameras, has also been
used to measure the movement of human hands (Garg et al. (2009); Kim et al. (2012)), human
whole-body movement, as well as to track robot motion.
These systems, however, must often be operated within a controlled environment. They can
suffer from occlusion and, as they do not control the medium through which the light moves,
also become more sensitive to interference.
1.3.3 Piezo-resistive sensors
Several researchers have proposed the use of silicone micro-composites (Knite et al. (2004))
or more recently nano-composites (Kang et al. (2006); Johnson et al. (2010a)) to build piezo-
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resistive soft strain sensors. Using comparable manufacturing methods, larger soft piezoresis-
tive skins for robotic sensing have also been fabricated (Shimojo et al. (2004); Duchaine et al.
(2009)).
As sensitive skins are formed of many sensors, wiring and signal routing frequently becomes
an issue. Advanced imaging techniques such as Electrical Impedance Tomography (EIT) have
been proposed to circumvent this drawback (Nagakubo et al. (2007); Kato et al. (2007); El-
sanadedy (2012); Tawil et al. (2009)).
Unlike their metallic alternatives, sensors made of silicone can sustain very large elongations
and typically have relatively high gauge factors (Loh et al. (2008)) due to the bandgaps result-
ing from the change in the inter-atomic spacing.
However, the latter characteristic makes their output highly nonlinear and thus difﬁcult to pre-
dict (Lacasse et al. (2010)). Indeed, the change in the resistance of such materials is dominated
by much more complex effects such as quantum tunneling (Hu et al. (2008); Johnson et al.
(2010b)) rather than simple changes in geometry, making their responses nonlinear and often
prone to hysteresis.
1.3.4 Capacitive sensors
Capacitive sensors have been a very popular choice for force sensing in the recent years
(Hoshi & Shinoda (2006); Maggiali et al. (2008); Ulmen & Cutkosky (2010); Rana et al.
(2016)). Indeed, when appropriately used, capacitance allows for high sensitivity measure-
ments.
However, as has already been pointed out, capacitance measurements usually only have a nar-
row range sensitivity and use moderately complex electronics (Rana et al. (2016)). Hence,
capacitance measurements in soft and highly conformable sensors may be hard to measure
over very large strains.
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1.3.5 Magnetic position mapping
Magnetic sensors can be used to track and reconstruct position (Mitobe et al. (2006)). Due to
the nature of electromagnetism, one can obtain very precise measurements at high acquisition
rates with these sensors. Due to their nature, they are however highly sensitive to electromag-
netic noise.
Many battery powered prosthetics use electromagnetic actuators, which tend to induce electro-
magnetic interference. Moreover large parts of the electromagnetic spectrum are used contin-
uously around us for a large number of applications such as communication. Therefore these
sensors do not seem appropriate for our application.
1.3.6 Inertial measurement units
Recent years have seen tremendous developments in micro-electro-mechanical systems lead-
ing to the design and commercialization of new small and cheap Inertial Measurement Units
(IMUs) and accelerometers. These have been used as sensors for hand motion tracking (Lin
et al. (2014); Kortier et al. (2014); Hsiao et al. (2015)).
However, these sensors are actually ill-suited by design to accomplish such a task over long
periods of time. Indeed, the sensors forming an IMU usually measure acceleration, rotation
rate, and the earth’s magnetic ﬁeld, each along three axes.
Although precise orientation maybe obtained by the combination of the magnetometer and
gyroscope, to obtain an exact position necessitates to integrate data from the accelerometer
over time, twice. This yields velocity and then position in space. Because of the imperfect
nature of the computation and sensing, the position error tends accumulate over time, making
the device imprecise, and requiring either frequent calibration or an external reference.
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1.3.7 Microﬂuidic sensors
Usually made of very ﬂexible and stretchable polymers with embedded conductive liquids, mi-
croﬂuidic sensors are in many ways very similar to strain gauges. The change of the resistance
of these soft sensors is a function only of the change in geometry, that is, the length and the
cross-sectional area of the microchannels. Their output is therefore nearly linear over a wide
range of strain and hence easily predicted. These qualities make these sensors good candidates
for soft robotics and prosthetics applications.
It has been observed that conductive liquid metal alloys such as eutectic Gallium-Indium
(eGaIn) are extremely well suited for use in microchannels to create soft electrical wiring
(Dickey et al. (2008)).
Indeed, highly stretchable sensors composed of a hyperelastic elastomer and embedded mi-
crochannels ﬁlled with eGaIn have demonstrated relatively high accuracy and reliability for
measuring large strains (Park et al. (2010, 2012a); Tabatabai et al. (2013); Park et al. (2014)),
contact pressures (Park et al. (2012a,b); Wong et al. (2012)), shear forces (Vogt et al. (2013))
and curvatures (Majidi et al. (2011)).
For example, Kramer et al. (2011b) used this technology as a single axis curvature sensor
to monitor the bending angle of a ﬁnger joint. However, there are certain limitations of the
applicability of eGaIn for this purpose. Although its relative response in terms of resistance is
reliable, the absolute difference between the resistance of the unbent and the fully bent sensor
remains small, due to the high conductivity of eGaIn (Kramer et al. (2011b)).
As subsequently pointed out by Majidi et al. (2011), this low resistivity makes the sensor
sensitive to electrical noise and variations in the interface resistance due to factors such as
movement of connecting wires. Furthermore, since the entire sensor is wired with eGaIn, any
external stimulus changing the geometry of a channel dedicated to signal routing could be
interpreted as a strain.
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Hence, as part of the larger growing trend toward soft and stretchable electronics, one may not
be satisﬁed by using only liquid metal alloys as the single material for the manufacture of soft
stretchable microﬂuidic electrical components. Indeed, other types of conductive liquids exist,
such as as ionic solutions and Room Temperature Ionic Liquids (RTILs), and have recently
started to be used in microﬂuidics too (Zhu et al. (2009); Noda et al. (2010); Wu et al. (2011);
Yan & Pan (2011)). Contrary to liquid metal alloys in which electrons move freely, these
liquids conductivity derives from the movement of ions. As such, they exhibit very different
electrical characteristics.
1.4 Research conducted: soft sensors for a prosthetic Hand
Based on the different technologies available presented above, and their respective shortcom-
ings, we will now present the research that has been conducted.
1.4.1 Soft microﬂuidic strain sensor
As a ﬁrst step toward a full prosthetic skin capable of measuring the hand position, we created
a strain sensor. Requirement for this sensor were that it should be extremely soft and capable of
withstand and measure very large strains. In addition, the sensor should not only we be able to
connect to it in a reliable way with conventional electronics, but also should be able to separate
sensing from signal routing, so that ultimately the prosthetic skin would be made of the same
ﬂexible material connected to single remote computing element.
Indeed, due to the unstructured nature of the environment in which a prosthetic hand will be
used, it is obvious that soft wires located on the back of the hand will be subject to occasional
stresses such as contact with an object. Ideally, these uncontrolled contacts should not affect
the sensors measures.
Different technologies available were reviewed, microfuidic sensors seemed the only option
offering a simple and reliable way to measure large strains without complex electronics or a
bulky and complex device.
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Figure 1.2 Hybrid soft strain sensor prototype.
However, microﬂuidic sensors seemed to be suffering from unreliable connections to conven-
tional electronics (Majidi et al. (2011)), and to the best of our knowledge, no microﬂuidic
sensor had embedded both sensory and signal routing microchannels.
The research conducted thus addressed theses two issues:
- In order to make the sensors only measure the strain applied at desired measurement area,
channels were ﬁlled with different types of conductive liquids. While eGaIn channels were
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dedicated to routing the electrical signal, thus acting as soft wires, an ionic solution was
used as sensing element;
- In order to connect the conductive liquids either together or with external electronics, soft
conductive interfaces were manufactured by doping the elastomer with conductive nanopar-
ticles.
Chapter 2 of this thesis will be dedicated to the manufacturing of this microﬂuidic strain sensor.
The results of this hybrid approach led to a conference and a journal publication (Chossat et al.
(2012, 2013)), and are illustrated in the Figure 1.2.
1.4.2 Soft microfuidic skin sensor
During our work on unidirectional soft microﬂuidic sensors we uncovered several difﬁculties
related to microﬂuidic sensor manufacturing. This subsequent work represents our efforts in
addressing these shortcomings with the goal of easing the making of microﬂuidic devices, as
well as our exploration of alternative microﬂuidic sensing modalities.
The ﬁrst issue we decided to tackle is the sensors manufacturing complexity. Indeed, the
extreme softness of the materials often used for microﬂuidic sensors makes their handling both
difﬁcult and hardly reproducible. In addition, the interplay between the surface tension of
the conductive liquids, the size of the microchannels, and the polymer’s hydrophobicity often
causes difﬁculties for embedding conductive liquids in the sensor.
Although the method used in the ﬁrst chapter (injection) is reliable, it seemed fundamentally
associated with the unidirectional inﬂow of liquid and outﬂow of air, from a single channel.
The above mentioned manufacturing method, although ﬁne for a unidirectional sensor, would
not work to ﬁll multiple interconnected microchannels.
A second shortcoming, regardless of the technology used, concerned a common issue with
sensitive skins. The connection of multiple sensing elements or sensor array leads to compli-
cated internal wiring. In order to circumvent the associated physical constraints, the use of a
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Figure 1.3 Artiﬁcial skin prototype with an embedded ionic-liquid
microchannel network.
ﬂexible Printed Circuit Boards (PCBs) layer or ﬂexible/stretchable wires has been proposed.
However, this method also limits the robustness of the device and its mechanical properties
such as ﬂexibility and stretchability.
To solve our ﬁrst manufacturing problem, we created a soft structure that would allow for the air
to be naturally expelled out of the sensor while the injected conductive liquid – an Ionic Liquid
(IL) in our case – would be retained. This method allowed for easier and robust manufacturing
of a soft microﬂuidic sensitive skin.
To remedy to second issue, we proposed the use of EIT combined with an conductive liquid
embedded soft sensor (Figure 1.3) for tactile sensing.
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This EIT based tactile sensing technique simpliﬁes the previously mentioned complicated in-
ternal wiring since deformations caused by contact pressures on a large ﬂexible surface can be
easily measured without constraining the mechanical properties of the material.
As a third improvement over the previous design, we used a low conductive RTIL in concert
with eGaIn. RTILs are chemically stabler when compared to ionic solutions (e.g. saline so-
lutions) that are composed of water and ions, while also retaining lower surface tensions that
liquid metals (e.g. gallium-indium alloys).
In other words, previous work on strain sensors was generalized to multiple interconnected
microchannels. This was made through several improvements:
- Creating air permeable soft structure for microchannel ﬁlling during manufacturing;
- Using EIT in order to avoid wiring complexity;
- Injecting a new conductive liquid referred known as RTIL.
This work will be presented in Chapter 3 of the present thesis and led to a journal publication
(Chossat et al. (2015a)).
1.4.3 Soft wearable artiﬁcial skin for hand motion detection
Building on the above mentioned research, we ﬁnally designed a soft wearable skin with mul-
tiple microﬂuidic strain sensors embedded, displayed in Fig 1.4. This skin, although tailored
for human hand motion detection in the present thesis, was built with the goal of estimating the
conﬁguration of a ULP. As human hands are soft, extremely mobile, and of various sizes, we
argue that it could be easily adapted to ﬁt a ULP.
In order to design the soft wearable skin and as a complement to our knowledge of mi-
croﬂuidics, we inspired ourselves from past research and commercial endeavors in the ﬁeld
of gloved-based interfaces. Glove-based wearable sensing devices (Dipietro et al. (2008);
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Figure 1.4 Wearable soft artiﬁcial sensing skin made of a hyperelastic
elastomer material for detecting multi-joint motions.
Williams et al. (2000); da Silva et al. (2011); Li et al. (2011a)) are portable systems placed
on or around the hand for detecting hand gestures by measuring the ﬁnger joint motions.
Various technologies have been proposed with slight functional or mechanical design differ-
ences. Although the research focus or target applications may not be always the same, many
of them look like a glove that covers the entire user hand.
This ﬁeld has indeed seen a variety of devices being developed since the 1970s for both re-
search and commercial applications (Sturman & Zeltzer (1994); LaViola (1999); Dipietro et al.
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(2008)). It is interesting to note that in spite of these efforts, these devices have yet to reach
large scale commercial success.
The development of a practical hand motion detection system is promising, but appears to be
only achievable by low-cost sensing materials that could provide relatively high accuracy and
reliability on capturing complex hand’s motions. Furthermore, the detection system should
be compact, lightweight, mechanically simple, and convenient to use in various unconstrained
environments, both indoor and outdoor.
We designed and manufactured a soft artiﬁcial skin with an array of embedded soft strain
sensors that could detect various hand motions. Eleven embedded microchannel sensors ﬁlled
with a RTIL provided a capability of tracking one DOF motion on 11 ﬁnger joints.
In addition to the RTIL, we used another type of conductive liquid (eGaIn) with much higher
electrical conductivity for ﬂexible and stretchable wiring.
This work, presented in Chapter 4, has been published as a conference paper (Chossat et al.
(2015b)).

CHAPTER 2
SOFT MICROFLUIDIC STRAIN SENSOR
Do not go gentle into that good night,
Old age should burn and rave at close of day;
Rage, rage against the dying of the light.
Though wise men at their end know dark is right,
Because their words had forked no lightning they
Do not go gentle into that good night.
Dylan Thomas
2.1 Sensor design
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Figure 2.1 Schematic of the sensor and equivalent electrical circuit. R1, R2,
and R3 respectively being the eGaIn, doped silicone, and ionic solution
resistances.
As mentioned in the introduction, we manufactured a soft microﬂuidic sensor with two dif-
ferent conductive liquids embedded. While this hybrid method allows us to have both soft
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microﬂuidic wiring as well as soft microﬂuidic sensing in one hyperelastic sensor, it also cre-
ated two main design challenges that we had to overcome:
1. The two liquids are required to be kept separate in order to prevent them from being mixed.
As a consequence, we created solid yet soft conductive interfaces that were embedded
between the two different microchannels;
2. The use of an ionic solution introduces constraints in the design of the associated electrical
circuit since we must avoid electrolysis of the solution and polarization of the electrodes.
Thus, a custom-designed circuit applies a low voltage AC current centered at 0 V with a
ﬁxed frequency range is used to electrically interface with the sensor.
This section is dedicated to presenting in detail the different elements of the sensor’s design as
illustrated by the Fig 2.1.
2.1.1 Conductive liquids
Our goal is to produce a soft sensor that is sensitive to strain generated by the movements of a
prosthetic hand, and relatively insensitive to strain or stress occurring elsewhere on the glove.
This motivated the use of a higher resistivity liquid in the sensing portion attached to the joints
and of a more conductive liquid in the signal-routing portions attached to the static surfaces of
the glove.
2.1.1.1 Ionic solution
The liquid used in the strain-sensitive portions of the sensor is a solution of sodium chloride
(NaCl) in water (H2O) containing glycerol (Atlas Laboratories). Glycerol was used for the
increased viscosity of the solution (1:1 water/glycerol by volume).
NaCl was dissolved using a planetary mixer (Thinky ARE-310), which produces a centrifugal
force of up to 400 g to ensure perfect dissolution. The solubility of NaCl in 1:1 water/glycerol
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being 21.8 g per 100 ml at room temperature1, our solution contained 19 g of NaCl per 100 ml.
With this concentration, no precipitate formed in the sensor even with pressure or temperature
variations.
The use of Ionic solutions for sensing have been previously proposed. Cheung et al. have
proposed a cylindrical strain sensor using a saline solution and reported the analysis of the
impedance of the solutions over a very wide range of frequency and strain (Cheung et al.
(2008)).
However, the sensor was considerably larger than in the present study and involved the use of
rigid metal electrodes. These two characteristics would make this sensor very difﬁcult to be
integrated into a compact, portable and soft application such as a proprioceptive glove.
Ionic liquids (IL) have also been used for monitoring ﬂuid pressure in a microﬂuidic system in
order to characterize ﬂow conditions and liquid properties (Wu et al. (2011)).
2.1.1.2 Eutectic Gallium-Indium
The second liquid used in our sensor is an eutectic metal alloy consisting of gallium (75%)
and indium (25%) (eGaIn, Sigma-Aldrich). Maintaining its liquid state at room temperature
(15.7◦C melting point), this alloy and Galinstan (Liu et al. (2010)), a similar alloy, are consid-
ered non-toxic alternatives to mercury (Dickey et al. (2008)).
With a resistivity of only a few mΩ/cm (29.4× 10−6 Ω/cm;Dickey et al. (2008)), eGaIn has
a conductivity close to that of copper. Both eGaIn and Galinstan have been used recently in
ﬂexible and stretchable electronics (Shaikh & Liu (2007); Irshad & Peroulis (2009); Lipomi
et al. (2011); Cheng & Wu (2011)).
In our sensor, microchannels ﬁlled with eGaIn are used to supply electric currents to the strain-
sensitive portion of the sensor and transmit the sensor signal. As previously demonstrated
1 The solubility of NaCl at room temperature is 35.7 g per 100 ml in water and 7.8 g per 100 ml in
glycerol.
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(Cheung et al. (2008)), the resistivity of the saline solution is much greater than that of eGaIn.
Indeed, the conduction mechanism of saline solution is fundamentally different from that of
eGaIn, since it is the movement of hydrated ions that makes a saline solution electrically con-
ductive.
2.1.2 Electrically conductive interface
Although the oxide skin of eGaIn (Dickey et al. (2008); Xu et al. (2012)) possesses many
characteristics that would make it a good electrode for an ionic solution (highly conductive
and oxidation resistant), the mechanical properties of both liquids make direct contact between
them undesirable. The eGaIn viscosity is too low to prevent against the mixing of the two
different liquids when under external stress.
One of the main challenges in this work was therefore to create a soft conductive interface
between the saline solution and eGaIn. This soft interface must act as an electrode between
the saline solution and the eGaIn-ﬁlled microchannels. It should be highly conductive but with
very low piezoresistivity and should not affect the mechanical properties of the sensor. For
this purpose, we use a platinum-cured silicone elastomer doped with conductive micro and
nanoparticles.
Since the conductivity and the elasticity of the resulting composite have opposing dependencies
on the amount of conductive particles, these two variables seemed irreconcilable. In order
to minimize the loss of elasticity, we used nanoparticles with a high aspect ratio, since such
geometry is known to provide good conductivity at lower ﬁller volumes (Baldyga et al. (2008)).
The particle chosen was a nickel nano-strand (NiNs, length 30 μm, Conductive Composites
inc.). Nickel is highly conductive, affordable, slow to oxidize, and hence suitable for our
application. The nanopowder was incorporated into a very soft silicone (EcoFlex, Smooth-On)
of Shore hardness 00-30. To avoid damage to the strands, the resulting composite was mixed
for three minutes using a planetary mixer (Thinky ARE-310).
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Figure 2.2 Impact of NiCCF volume on elastomer interfaces length
after strain, as they get stretched over multiple length ratio (with ﬁxed
NiNs aspect ratio: 4% per vol.).
These high-aspect-ratio particles are known to form agglomerates in spite of powerful mixing
(Baldyga et al. (2008)). In order to increase the overall electrical conductivity, we used a
small amount of chopped nickel-coated carbon ﬁber (NiCCF, Conductive Composites inc.)
to interconnect the nano-strand agglomerates (Chung et al. (2004)). Moreover, the Gallium
contained in the eGaIn alloy, is known to corrode metals such as Nickel (Luebbers & Chopra
(1995)), and even though very few contact points are possible, the use of carbon based ﬁbers
thus further increases the reliability of the interfaces in terms of conductivity.
It is also well known that long particles result in good conductivity at low ﬁller volumes (Lee
et al. (2012)). However, embedding long particles into a soft silicone matrix is also known
for creating mechanical hysteresis. Extrusion was attempted as a mean to manually extrude
aligned ﬁbers. However, it ultimately failed because of the uncured polymer clotting even
needless syringes.
Indeed, as pointed by Rogers et al. (2010), the large differences in mechanical properties be-
tween soft silicone and long carbon ﬁbers creates highly heterogeneous systems with a nonlin-
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ear behaviour in buckling mode. Manual extrusion was attempted using needless syringes but
ultimately failed as the uncured doped polymer proved viscous and subject to clotting.
Figure 2.2 illustrates the mechanical response of several interfaces made with different amounts
of NiCCF. This ﬁgure shows the residual increase in length after stretch. We can observe that
even for a very small amount of NiCCF (0.07% by volume), the residual length after stretch
is considerable. Therefore, to minimize this effect we decided to use the smallest amount of
NiCCF in our interface.
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Figure 2.3 Comparison of the mechanical response of doped
elastomer (NiNs and 0.07% per vol. NiCCF) and non-doped EcoFlex.
The NiNs particles being signiﬁcantly smaller than NICCF particles, they do not contribute
noticeably to mechanical hysteresis in the composite. However, the amount of NiNs that is
required to form enough effective conductive pathways trough the silicone is higher than with
NiCCF. Typically, increasing the volume ratio of ﬁller in a composite will also increase the
compressive strength of the resulting material (Fang et al. (2009)).
Figure 2.3 shows how the compressive strength of our silicone composite increases with the
amount of NiNs used. In order to keep the properties of our sensor as homogeneous as possible,
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Figure 2.4 Scanning electron microscope image at 2500X of the silicone
nanocomposite used for the conductive interfaces of the soft strain sensor.
conductive interfaces with a high compressive strength should be avoided. Hence, the ﬁnal
NiNs and NiCCF proportion used in our interfaces was chosen as a trade-off between the two
above undesired effects: the chosen mixture contained 4% NiNs and 0.09% (length 800μm)
NiCCF by volume.
The measured resistivity was 80 Ω · cm, which was much greater than eGaIn, but negligible
compared to that of the ionic solution (Cheung et al. (2008)). The interaction between the
two different particle types is apparent in the scanning electron microscopy image shown in
Figure 2.4.
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2.1.3 Electrical interface
Figure 2.5 Soft strain sensor circuit design and resulting PCB
At voltages above 1.23 V, electrolysis of water divides molecules to produce hydrogen and
oxygen gas. Thus, we designed a relaxation oscillator circuit using a low-voltage operational
ampliﬁer (TLV 2362, Texas Instruments) in order to obtain an integrated low-voltage AC cir-
cuit.
This simple circuit, schematized in Fig 2.5, measures the resistance change of the sensor and
has the advantage of using a DC supply to generate a -1 V to 1 V oscillation where the pulse
length is a linear function of the sensor resistance, according to the following equation:
T = 2RsC1 ln
1+B
1−B , (2.1)
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where Rs is the resistance of the sensor, C1 is the oscillator capacitance, with sensor’s capaci-
tance being negligible in comparison, and B is a function of resistances R1 and R2, speciﬁcally,
B=
R1
R1+R2
. (2.2)
As the sensor is stretched, the resistance of the ionic solution will increase and the frequency
of the resulting oscillation will decrease. Previous characterization of the dependence of the
impedance of the ionic solution on frequency (McAdams et al. (1995); Cheung et al. (2008))
shows that the frequency of the AC signal can be a major inﬂuence on the ﬂow of ions and thus
on the real part of the impedance.
Direct current (or an extremely low frequency) will cause electrolysis and polarize the elec-
trodes. At the other extreme, an extremely high frequency will increase the conductivity of the
solution by the Debye-Falkenhagen effect (Harris & O’Konski (1957)). As previously shown,
at frequencies between 40 Hz and 10 MHz, the real part of the impedance will slowly decrease
in a predictable way (Cheung et al. (2008)).
The dependence of the resistance of the ionic solution on frequency will have an impact on
eq. (2.1) as the relationship becomes coupled. Not only does resistance have an impact on
oscillation frequency, oscillation frequency has an impact on resistance. Therefore, eq. (2.1)
can be rewritten as follows:
T = 2Rs( f )C1 ln
1+B
1−B . (2.3)
This equation is no longer linear, which has the effect of increasing the perceived gauge factor.
To maximize this coupling effect, the components C1, R1 and R2 in the circuit were chosen
such that the oscillation frequency at the sensor nominal resistance was around 600 Hz, follow-
ing the analysis of the data presented in (McAdams et al. (1995); Ferrara et al. (2000); Cheung
et al. (2008)).
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The oscillation frequency is measured using a counter input of a digital signal processor (dsPIC33F,
Microchip Technology). Figure 2.5 shows a schematic of the oscillator circuit and the com-
pleted PCB.
2.2 Fabrication
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Figure 2.6 Soft strain sensor fabrication and assembly procedure.
The sensor was fabricated according to the procedure illustrated in Figure 2.6. Three acrylic
molds were engraved in Stucki mode2 using a CO2 laser cutter (Epilog Helix 40 Watts): one
for casting the conductive interfaces, another for the sensor layer with microchannels and the
last for the top layer.
The laser allow us to make channel widths varying from 200 to 550 μm (from top to bottom).
By controlling the power and speed of the laser, channel depth could also be controlled. The
present prototype is 2 mm thick with channel depth of 600 μm. Figure 2.7 shows a close-up
2 The Stucki algorithm is a graphical dithering technique, aiming at reducing the quantisation error by
averaging each pixel’s depth with the neighbouring pixels of the image. Laser engraving using this
algorithm leads to a better surface ﬁnish (Stucki (1992)).
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view of the resulting mold with the microchannel pattern, including channel dimensions. This
ﬁgure also shows that the laser produces non-square (trapezoidal) channel geometry.
Figure 2.7 Acrylic mold and features dimensions. By rastering the
mold extraneous surfaces in Stucki mode, the laser uncovers the mold
features.
As mentioned above, the base material of the conductive interface is a platinum cure silicone
(EcoFlex, Smooth-On) with a very low Shore hardness (00-30). The conductive nano and
micro particles, NiNs (4% by volume) and NiCCF (0.09% by volume) were embedded into
the elastomer by mixing for three minutes in the planetary mixer. The resulting composite was
degassed in a vacuum chamber, poured into the clean mold, and cured for 25 minutes in an
oven at 65◦C.
The cured conductive interfaces were placed in their positions in the sensor mold and additional
EcoFlex was poured to form the portion of the sensor that contains the microchannels. After 30
minutes of curing at 65◦C, the CO2 laser was used at low power (30% of maximum speed, 22%
of maximum power) to micro-machine the interfaces in order to remove the poorly conducting
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elastomer layer formed during curing and thereby expose the nanoparticles on the surfaces that
will contact the ﬂuids. This did not affect the nickel particles, since the laser wavelength (10.6
μm) was too long to be absorbed by this metal (Chen et al. (1996)).
Figure 2.8 3-D images of the sensor composite interface taken with an
opto-digital microscope a) before micro-machining and b) after
micro-machining.
The resistance of the resulting interface was as low as 30 Ω throughout its entire length (4
mm). It was found that the resistance could be decreased by at least one order of magnitude
by micro-machining the top of the interfaces, and that repeatability was increased as a result
of different interfaces having much closer nominal resistances. Figure 2.8 shows the interface
material before and after laser treatment.
The top layer that covers the microchannels was then cast and bonded to the cured bottom
layer. Since silicone elastomer is extremely hydrophobic, bonding two layers can be difﬁcult.
Although oxygen plasma bonding (Zucker et al. (1993)) is often used to bond Polydimethyl-
siloxane (PDMS), attempts to bond Ecoﬂex using this method were unsuccessful.
To achieve good bonding, the patterned layer was kept in the oven at 65◦C, while the top layer
was spin-coated with Ecoﬂex at low speed (350 rpm), and then for the last 20 seconds at a
greater speed (1600 rpm) spreading the Ecoﬂex as a ﬂat, uniform and very thin layer. Ecoﬂex
thin layers, in addtion with the use of a pre-heated patterned layer, allows for faster curing and
prevents the sensor channels to be ﬁlled by curing polymer, as shown in previous work (Park
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et al. (2012a)). The heated layer was then carefully placed on the spin-coated layer, and the
assembly was deposited in the oven for 15 minutes at 65◦C.
The ﬁnal steps consisted of ﬁlling the microchannels with eGaIn and saline solution using sy-
ringes ﬁtted with a hypodermic needle (one for injecting the liquid and another for withdrawing
captured air at the other end of the channel). Small wires are inserted at the end of the eGaIn
channels. Ecoﬂex is then spread in small amounts around the connection point, thus sealing
the holes left by the needles and attaching the wires that link the sensor to the PCB. The sensor
is ﬁnally cured at room temperature.
2.3 Results
In order to test the robustness of our design, in particular the effectiveness of our conductive
interface at eliminating electrode polarization and electrolysis, the sensor was ﬁrst connected
to the circuit shown in Figure 2.5 and stimulated with AC current for over 100 hours. No
bubble formation or change in resistance was observed in the sensor. In comparison, a single
hour under 3V DC was sufﬁcient to cause bubble formation in an earlier prototype and render
the device non-conductive.
However, after long term storage at room temperature of the sensor (weeks), some evaporation
of the water contained in the ionic solution was noted. This change created a proportional
small drift of the resistance of the ionic solution channel, although it did not change the overall
behaviour of the sensor.
There could be many sources for this evaporation such as an imperfect bonding between the
sensor layers or an imperfect closure of the syringe’s holes. Although we didn’t ﬁnd any infor-
mation regarding the gas permeability of Ecoﬂex, the permeability of this silicone is another
source that could be responsible for these losses.
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ILs have been proposed in comparable situation to overcome this effect as they are both con-
ductive and have very low volatility (Zhu et al. (2009); Noda et al. (2010); Wu et al. (2011))
and are investigated for further stability of the sensor.
In addition to the liquid evaporation, silicone elastomer polymers mechanical properties are
known to change as the material ages. Although no tests were devised to measure this particular
aspect, our sentiment is that designing soft sensors whose strains requires very small forces
when compared to the expected actuation forces renders that aspect of the aging process mostly
negligible.
Stress was also applied to the eGaIn channels to verify that the sensor was sensitive only to
stretching of the portion containing the saline-solution-ﬁlled microchannels. Neither stretching
nor pressure applied to the eGaIn channels produced any signiﬁcant change in the overall
sensor resistance, up to the point at which these channels were pinched and rendered non
conductive.
Following these qualitative experiments, the sensor was mounted on a force test stand (Mark-10
ES20,) equipped with a force and a displacement gauge (Mark-10 M4-10 and Mitutoyo 543-
693, respectively) to measure the relationship between resistance and strain (see Figure 2.9).
The resistance variation of the sensor was monitored with a LCR meter (B&K Precision 878B)
at a frequency of 1KHz. The purpose of this test was to characterize the sensor response and
verify the gauge factor as well as compare it to a theoretical model.
To model the change in the resistance of our sensor under strain, we had to consider the re-
sistance of the solution as well as the effect of the geometry. The electrical resistance R of a
channel ﬁlled with an ionic solution is known to follow the relationship deﬁned by the follow-
ing equation:
R= ρ
L
A
, (2.4)
where ρ is the resistivity of the ionic solution, A the smallest cross-sectional area of the channel,
and L is the length of the microchannel. Assuming incompressibility, the ionic solution can be
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Figure 2.9 Soft strain sensor test setup.
modeled as a liquid with constant speciﬁc resistance ρ . The value of ρ was calculated using
the measured initial sensor dimensions (L and A) and the initial resistance at 1 KHz.
The speciﬁc resistance being constant, the variation in the resistance of the sensor is due solely
to the change in the dimension L and the cross-sectional area A. As shown in Figure 2.8, the
channel cross-section is trapezoidal. The area of an isosceles trapezoid is calculated using the
following equation:
A= h
a+b
2
, (2.5)
where h is the trapezoid height, and a and b are, respectively, the top and bottom widths of the
channels. Measurements made with an opto-digital microscope (Olympus DSX100) show that
the channel initial height h0 was 0.6 mm and that the maximal and minimal initial widths were
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a0 = 0.55 mm and b0 = 0.2 mm, respectively. The initial channel length L0 was designed to be
160 mm.
The length of the sensor channels subject to a strain ε = ΔLL0 is expressed as follows:
L= L0+ΔL= L0(1+ ε). (2.6)
In response to this stretching, the cross-sectional area A of a channel will decrease as follows:
A= (h0+Δh)
{(a0+Δa)+(b0+Δb)}
2
. (2.7)
Using the relation deﬁning transversal and axial strains, Δh, Δa and Δb can be, replaced, re-
spectively by −νεh0, −νεa0 and −νεb0, where ν is the Poisson’s ratio of the material. By
substituting these expressions into eq. (2.7), the relationship between the applied strain and the
channel cross-sectional area can be expressed as follows:
A=
h0(a0+b0)(1−νε)2
2
. (2.8)
Substituting eqs. (2.6) and (2.8) into eq. (2.4), the resistance of the sensor for applied strain
becomes
Rs =
2L0ρ(1+ ε)
h0(a0+b0)(1−νε)2 . (2.9)
It should be noted that the mechanical property of the resulting sensor is anisotropic due to the
presence of channels ﬁlled with ﬂuids and doped polymer interfaces. Therefore, the conven-
tional value of 0.5 for the Poisson’s ratio of an elastomeric material is not applicable. This ratio
was instead calculated using experimental measurements of the cross sectional area at different
strains under a microscope. The Poisson’s ratio ν determined experimentally for our sensor
was 0.39.
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Figure 2.10 Resistance variation as a function of strain for the ionic
solution sensor.
2.3.1 Sensor resistance variation under strain
Figure 2.10 shows the measured resistance as a function of strain as well as the theoretical curve
obtained with the model. It is noted that for strain less than 70%, the model appears to match
the experimental data almost perfectly. The less pronounced slope of the experimental curve
for the portion above 70% leads to a smaller gauge factor (3.08) than what was anticipated
based on the model (3.57).
2.3.2 Comparaison with eGaIn
Although the main motivation for the hybrid (ionic solution/eGaIn) approach was to decouple
the sensing portion from the signal routing channels in order to make the sensor less sensitive
to stress on the signal-carrying portions, we also wished to verify the impact of replacing eGaIn
with saline solution on the sensor response. We therefore ﬁlled a sensor entirely with eGaIn
and measured its strain response using the same test setup.
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Figure 2.11 Resistance variation as a function of strain for the eGaIn
sensor.
Figure 2.11 shows the measured resistance of the eGaIn sensor, as well as the theoretical curve
given by the model represented by eq. (2.9). The experimental curve differs considerably
from the theoretical prediction. In fact, instead of the expected nearly quadratic function, we
obtained a quasi-linear relation that follows the change in channel length quite precisely:
Rs ≈ kL0(1+ ε), (2.10)
where k is a constant deﬁned as ρA0 . This has the effect of lowering the gauge factor of the
eGaIn-ﬁlled sensor to a considerable extent (0.97 instead of 3.57 theoretically at ε = 1).
Figure 2.12 shows the measured normalized change in resistance versus applied strain for the
ionic solution sensor and for the the eGaIn only sensor. It is noted that the gauge factor is more
than three times (3.17 times) greater for the ionic solution sensor.
The gauge factor G of a sensor for a given temperature is given by G = ΔR/R0ε , where ΔR
is the sensor change of resistance, R0 is initial resistance and ε the strain. Using eqs. (2.9)
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Figure 2.12 Normalized change in resistance as a function of strain
for saline-ﬁlled and eGaIn-ﬁlled soft strain sensors.
and (2.4), the gauge factors of our sensor is :
G=
1+ ε − (1−νε)2
ε(1−νε)2 . (2.11)
According to this equation, the gauge factor is a function only of the strain and the Poisson’s
ratio and therefore should be the same no matter what conductive ﬂuid is used.
Our hypothesis to explain this discrepancy is that the surface tension of the oxidized skin of
eGaIn prevents this non-Newtonian liquid from forming the exact shape of the channel. This
surface tension is known to be very high (Dickey et al. (2008)). Therefore, up to a certain
critical stress and channel cross-sectional area, it is possible that the effective area of the liquid
therefore remains constant.
Observations made at higher strains than presented in these graphs support this explanation.
Beyond a strain of 130%, the curve loses its linearity and acquires the characteristic of a
quadratic system in which the channel length and the cross-sectional area both change. The
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sensors were stretched up to 200% of their initial length without mechanical failure, however
the sensor very high impedance made the strain value very hard to experimentally measure.
2.3.3 Frequency dependency of the sensor impedance
Figure 2.13 Normalized change in the oscillation period as a function
of strain for the sensor ﬁlled with ionic solution.
One other point to validate was the frequency dependency of the sensor impedance on the
perceived gauge factor at the micro-controller. As mentioned in section 2.1.3, the resistance of
an ionic solution is a function of the frequency of the AC input at the electrodes.
The circuit used to power the sensor and measure its response is a low-voltage op-amp that os-
cillates at a frequency that is a function of sensor resistance, based on eq. (2.3). This generates
coupling that will increase the perceived gauge factor.
To validate this hypothesis, the sensor ﬁlled with ionic solution was tested using the apparatus
shown in Figure 2.9 but connected this time to the circuit shown previously in Figure 2.5.
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Since the resistance will be measured in terms of the duration of an oscillation rather than
by reading a voltage we recorded the normalized change in the period of the oscillation as a
function of the strain applied to the sensor in order to calculate the gauge factor at the micro-
controller (see Figure 2.13).
As anticipated, the coupling in our circuit increased the gauge factor of the sensor (from 3.08
to 4.17) compared to when its resistance was measured at a ﬁxed frequency.
2.3.4 Sensor stiffness
Quadratic fit of the experimental data, R2=0.04
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Figure 2.14 Stress-strain relationship of the soft strain sensor.
Finally, since our sensor was designed for the purpose of measuring motion associated with
the phalanges of a prosthetic hand, the stiffness of the material should not interfere with it’s
movement. Indeed, a high stiffness could impede the grasp motion of the prosthetic hand.
Figure 2.14 shows the strain versus pulling force response of the sensor. Although the stiffness
appears non-linear, it is very predictable. Preliminary tests suggested that in the context of our
application the maximum strain that our sensor will undergo is around ε = 10%. According to
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Figure 2.14 and Fig 1.2, and using the relationship stress= FA , reaching this strain requires only
a few millinewtons, which is signiﬁcantly below typical prehension forces (Dargahi & Najarian
(2005)).
Mechanical failure over a large number of cycles was not investigated. The silicone elastomer
(Ecoﬂex 00-30, Smooth-On) having a very large elongation at break (900%) we do not expect
it to fail given the comparatively low strains it is being subjected to, even over a large number
of cycles. The most critical aspect of the sensor in respect to a large number of cycles in the
connection between the conductive and soft eGaIn channels and external conventional elec-
tronics. Because of the differences in hardness, delamination or break may occur. To remedy
to this issue, an ideal soft sensor may either:
- Progressively increase in hardness as it connects with conventional electronics, in order
to share the strain over large areas instead having it focused on local boundaries between
materials;
- Use completely soft electronics.
Finally, although the effect of temperature was not studied, we expect it to have an impact on
the sensor measures as it is widely known that ionic conductivity increases with temperature.
Calibration of the sensor for different temperatures in combination with temperature tracking
using conventional electronic components should allow for accurate strain measurements over
a large range of temperatures.
CHAPTER 3
SOFT MICROFLUIDIC SENSITIVE SKIN
Good men, the last wave by, crying how bright
Their frail deeds might have danced in a green bay,
Rage, rage against the dying of the light.
Wild men who caught and sang the sun in ﬂight,
And learn, too late, they grieved it on its way,
Do not go gentle into that good night.
Dylan Thomas
Expanding on the research presented in Chapter 2, this chapter’s aim was to generalize previous
work by creating multiple interconnected channels. We designed a matrix-type soft sensor
made of silicone elastomer with embedded microchannels ﬁlled with an RTIL.
This Chapter describes the novel design and manufacturing processes of the proposed sensing
skin, as well as the image reconstruction algorithm used to detect contact location and pressure
without adding internal wiring.
3.1 Tomographic imaging and ionic liquid microchannel embedded silicone sensor
Tomographic imaging is a widely used technology in medical ﬁelds since it can provide rela-
tively precise images of inside of a human body in a non-invasive and radiation-free way. By
deﬁnition, tomographic imaging is based on the inverse reconstruction of cross-sectional im-
ages from measurements made at boundaries. Different types of measurement methods may
be used depending on applications.
For example, X-ray computed tomography (X-ray CT) measures X-rays going from the the
X-ray source to the X-ray sensors through the patient’s body while EIT measures electrical
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potentials of multiple measurement electrodes when an eletrical current was injected through
the body (see Figure 3.1).
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Figure 3.1 Example of a typical EIT acquisition protocol with 8 electrodes. EIT
requires 8 consecutive current injection electrode pairs and 48 distinct voltage
measurements.
The difference is that X-rays, unlike electrical currents, pass through the body in a straight
line. In the case of EIT, electrical current paths are dependent on the internal conductivity of
the medium and will cover the full conductive surface (Nagakubo et al. (2007); Kato et al.
(2007)). The mathematical reconstruction of EIT is thus often described as a complex and
severely ill-posed problem.
The main advantage of using EIT to reconstruct the stress patterns within a piezoresistive sheet
is that electrical connections only at the edges of the material is sufﬁcient. Conductive rubber
sheets generally consist of polymer matrices blended with conductive nanoparticles or mi-
croparticles.
In this type of materials, electric current ﬂows through conductive chains as a result of the
quantum tunneling effect (Hu et al. (2008)). As shown in Figure 3.2, unlike with bulk metal
conductors, the current in a piezoresistive composite does not necessarily ﬂow through the
straight line (the shortest path) between two electrodes but rather follows the principal chains
of conductive particles, which may form an arbitrary path within the rubber sheet.
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Figure 3.2 Possible conductive chain path in a piezoresistive composite.
This means that a stress applied to a point at a considerable distance from the shortest geometric
path between two electrodes could change the sensor impedance more than a stress applied to
a point on this line, resulting in a compromised accuracy of the contact location.
In order to solve this problem, we propose use of a silicone sheet containing a network of
microchannels ﬁlled with an ionic liquid, as shown in Figure 3.3. Ionic liquids, also called
molten salts, are salts in a liquid state, and unlike ionic solutions, are composed only of ions.
By selecting anions and cations, it is theoretically possible to create 1018 different ionic liquids
(Visser et al. (2009)). Some of these have melting points below room temperature, acquiring
the name room temperature ionic liquids. This property is mainly due to the charge distribution
of the ions as well as their symmetry and hydrogen bonding ability (Marsh et al. (2004)).
Depending on the ions used, the material properties of RTILs can be tailored with speciﬁc
applications. RTILs in industry are generally considered as a "green" alternative to conven-
tional solvents or electrolytes (Marsh et al. (2004)) because of their high ionic conductivity
and non-volatility (Visser et al. (2009)). These characteristics also make them suitable for use
in silicone sensors (Zhu et al. (2009); Noda et al. (2010)).
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Figure 3.3 Complete skin sensor prototype. Green
lines are microchannels ﬁlled with RTIL, and black
ellipses are conductive polymer patches as electrical
interfaces to measurement electrodes.
Since silicone is gas-permeable, bubbles can form in the channels of sensors containing ionic
solutions as changes in temperature increase then decrease the hydrosolubility of atmospheric
gases. Water itself forms vapor as temperature increases. Avoiding the presence of water
altogether is preferable.
No general theoretical model is available to predict the properties of RTILs, thus information is
largely collected through experimental measurements. The RTIL (1-ethyl-3-methylimidazolium
ethyl sulfate, EMISE, Sigma-Aldrich/BASF, ≥ 95 % purity) used in our sensor prototype has
a melting point of −30◦C (ChemSpider (2014)). Previous research has reported that this RTIL
has negligible vapor pressure and is chemically stable with contacts with both air and water
(Zuo et al. (2010)).
51
Another advantage of using RTIL as a conductive medium into a resistive based artiﬁcial skin
is that its sensitivity will remain stable over time (Visser et al. (2009)). While the overall
resistivity of a piezoresistive rubber is known to increase greatly with the aging of the silicone
matrix (Ying et al. (2007)), the resistivity of an RTIL is not affected by time (Visser et al.
(2009)).
ILs are also preferred to liquid metals (e.g. eGaIn, ρ = 29.4×10−4Ω · m, Dickey et al. (2008))
due to their higher resistivity (ρ = 2.5 Ω · m), thus maximizing the variation in absolute
resistance and minimizing the impact of random variations at the interface between solid and
liquid.
As it is well known that the conductivity of a channel ﬁlled with conductive liquids is a function
of only the length between the two electrodes and the area of the channel cross-section, the
electrical resistance between two points is thus easily predicted.
3.2 Design and fabrication
3.2.1 Sensor base layer and soft electrodes
Our sensor was made of an extremely soft platinum-cured silicone called Ecoﬂex (Smooth-On,
shore 00-30) following the manufacturing process presented in Figure 3.4.
A mold was ﬁrst machined from an acrylic sheet using an Epilog Helix 40-Watt CO2 laser
cutter at 20 % speed and 30 % power. This mold bore features that produced channels of
which the cross-section was trapezoidal, measuring 350 μm in depth, 650 μm at the bottom
and 1300 μm at the top.
Larger channels than reported in Chapter 2 were preferred in order to increase the channel
volume fraction of the resulting sensor. The mold is shown in Figure 3.5.
In order to avoid leakage of the ionic liquids from the sensor due to movement of metal
probes, we used the same silicone-based electrodes than in Chapter 2, containing a mixture of
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(a) Conductive Electrodes 
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(b) Skin Casting with
Electrodes embbeding
 
Soft
Electrodes
 
(c) Electrodes Laser 
Micromachining
(d) Mesh Layer mold
Spin Coating
(e) Skin Lamination
and Mesh Layer curing
(f) RTIL Injection (g) Skin closure
Figure 3.4 Skin manufacturing process. (a) Cast soft electrodes using a mixture of
nickel strands and carbon ﬁbers with liquid silicone. (b) Pour liquid silicone to cast a
base sensor layer with a microchannel pattern and embed electrodes. (c)
Micromachine electrodes for increased conductivity using low-power laser. (d) Spin
coat liquid silicone on a mesh layer mold. (e) Laminate the base layer on the uncured
mesh layer for bonding. (f) Remove the mesh-bonded base layer from the mold and
inject an RTIL. (g) Pour another silicone layer for top mesh sealing.
high-aspect-ratio nickel strands (NiNs) and nickel-coated micron-sized carbon ﬁbers (NiCCF).
Nickel is highly conductive, affordable, slow to oxidize, and hence suitable for our application.
As presented before, this mixture provided very good conductivity with minimal impact on the
mechanical properties of the silicone elastomer (e.g. high elongation at break, low hysteresis,
and low Young’s modulus). It contained 4 % NiNs and 0.09 % NiCCF by volume. The mea-
sured resistivity of these conductive interfaces was 8 × 103 Ω · m, far below the resistivity of
the ionic liquid (ρ = 2.5 Ω · m).
Twelve casted electrodes were placed in the mold described above and Ecoﬂex silicone was
added, degassed and then cured in an oven at 65◦C for approximately 25 minutes.
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Figure 3.5 Laser cut microchannel mold (left) and its 3-D microscopic view (right)
of engraved details.
The cured layer was separated from the mold and the electrode surfaces that come into contact
with the RTIL were etched at low power with the CO2 laser in order to expose the conductive
ﬁbers and thus increase greatly the conductivity. The wavelength of a CO2 laser (10.6 μm) is
such that the laser is reﬂected by nickel and only the silicone is removed.
3.2.2 Injection of RTIL into the sensor
RTIL was injected into the ﬁrst layer of the sensor. In previous studies, the liquid was injected
into the completed assembly, using a needle to vent air from the distal end of each channel
(Park et al. (2012a); Chossat et al. (2013); Kramer et al. (2011a)). Although this technique has
proven its simplicity and reliability, it allows only one-dimensional ﬁlling of a single channel
in one direction, and thus cannot be used for multiple interconnected channels.
Indeed, in our case, it is extremely hard to completely ﬁll the sensor array only from one
injection point to one suction point, as experience shows that liquids ﬁrst ﬂow into the most
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friction-less path between the two needles, resulting in empty channels in the other areas.
Hence, the technique developed should allow a multidirectional ﬁlling of the channels.
Furthermore, due to the high surface tension of the liquid, combined with the hydrophobic
character of silicone, ﬁlling the open channels was not possible either. Besides, the platinum-
based catalyst used to cure Ecoﬂex is very sensitive to extraneous chemical agents, and any
contact between RTIL and subsequently applied liquid silicone would inhibit curing and cause
defects in the skin.
As an alternative, electrowetting (Lee et al. (2002)) of the bottom surface of the channels has
been investigated as a means of guiding the ﬂow of ionic liquid into the sensor skin. However,
ionic liquids are less compliant than other liquids with electrowetting (Dubois et al. (2006)).
Our tests showed that the required electric ﬁeld was strong enough to cause dielectric break-
down of the silicone. Freezing the liquid before curing the silicone (Fassler & Majidi (2013))
was not practical either, since the melting point of the RTIL is approximately −30◦C (Chem-
Spider (2014)).
Our solution to the RTIL injection problem was to fabricate a silicone mesh layer that allowed
air to pass through while retaining water (like hydrophobic air ﬁlters or a Gore-Tex R© material).
An acrylic mold was prepared by laser micro-machinning using a CO2 laser engraver with
minimum power to obtain a grid of cones approximately 150 μm in height and 200 μm apart,
as shown in Figure 3.6. A thin layer of a liquid silicone (EcoFlex 0030) was then spin-coated
on the acrylic mold at 800 rpm for 30 sec.
Meanwhile, the ﬁrst sensor layer was heated in an oven at 65◦C for 10 minutes. The heated
layer was placed on the spin-coated mold, and the assembly was placed in the oven again for
curing. The skin was then carefully detached from the mold after curing maintaining the mesh
layer bonded on the ﬁrst sensor layer. The resulting membrane had holes approximately 50 μm
in diameter.
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The skin was ﬁnally ﬁlled with RTIL using a syringe with a hypodermic needle, at room tem-
perature, starting from one point and until all channels were ﬁlled. The needle was able to
penetrate the mesh layer without damaging the net structure by taking advantage of the high
stretchability of the silicone material.
400 μm 1 mm
0 μm
270μm
Figure 3.6 Mesh layer mold (top) and 3-D image reconstitution
(bottom) with an opto-digital microscope (Olympus DSX-100). Color
scale indicates height of structures after laser ablation.
When injected through a microchannel, the RTIL is constrained by the bottom and side walls.
This forces the RTIL to either ﬂow forward in the microchannel or to pass through the small
holes on the top mesh layer. Although the dynamics of Newtonian liquids are usually con-
56
strained by the gravitational force, this principle does not apply any more in such small dimen-
sions (Lambert (2013)).
The RTIL’s surface tension (γ = 48.79× 10−4N ·m−1 ; Yang et al. (2004)) therefore govern
the RTIL’s ﬂow, and, with the help of the mesh layer, constrains the RTIL to ﬂow undivided
through all the networked microchannels. Indeed, the mesh layer holes’ are approximately 170
times smaller than the cross-sectional area of the microchannel and allow the air to vent out
while being small enough to act decisively on the RTIL’s surface tension.
Approximately 1 ml of RTIL was used to ﬁll the microchannel network. We believe that
this ﬁlling procedure will be useful in other fabrication and design of microﬂuidic sensors,
especially when building complex multi-channel structures.
3.2.3 Sealing of the sensor
The net-like structure should be sealed once the sensor is ﬁlled, since wetting of the pores is
possible and the RTIL could leak under external pressure. Ecoﬂex was mixed and degassed
for 30 sec and then pre-cured for 5 minutes in the oven at 65◦C. This increases its viscosity
considerably, although it can still be poured into the enclosed space and spread carefully over
the porous surface.
The resulting bond was much better than what we experienced with the conventional approach
of bonding two previously cured ﬂat layer, thus insuring good robustness of the skin. This
better bonding is mainly due to the geometry of the net-like structure that increase the surface
area in contact between the two layers and that also trap the uncured silicone in its pores.
Although the skin was not tested for mechanical fatigues by cyclic loading, the softness and
intrinsic elasticity of Ecoﬂex (900 % elongation at break) as well as the use of only soft or
liquid components make the sensor quite robust. Moreover, unlike with the usual channel
ﬁlling method, our approach did not require to create holes for liquid injection once the sensor
has been sealed.
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Large forces (about 600 N) were applied to test our sealing methods. These caused no leakage
or visible damage to the skin.
3.3 Simulation
Before conducting experiments, we checked our EIT pressure sensing concept through simu-
lation using an open source MATLAB toolkit (EIDORS– v.3.7.1 ; Alder & Lionheart (2006))
for designing and solving an EIT model through the ﬁnite element method.
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Figure 3.7 Voltage pattern from the ﬁrst stimulation
injecting a constant current into electrode 1 and 2. Each
electrode is denoted with the green bars and the orders in red.
Color code represents voltage difference in the network.
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A base mesh structure of the microchannel network was made in 2-D using a commercial ﬁnite
element model software (ABAQUS/CAE 6.13-3, Dassault Systems) and exported to EIDORS1.
As illustrated in Figure 3.7, EIDORS generates a stimulation pattern that follows the EIT imag-
ing protocol. It applies a constant current to each pair of adjacent electrodes and calculates the
voltage charged on each element of the mesh through a forward solver. Based on the calculated
voltage, the inverse solver of EIDORS reconstructs the conductivity of the mesh and generates
an image of the reconstructed conductivity (Vauhkonen et al. (2001)).
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Figure 3.8 Conductivity patterns with different pressure values, 35 kPa (left) and
50 kPa (right). Color code represents conductivity gradient (S ·m−1). The coefﬁcient
ζ determines the boundary of the effective pressure area (R3 at 35 kPa and R4 at
50 kPa). At 35 kPa, ζ ≈ 0.4433, 0.452, 0.5048, and 0.7154 for R1 = 3 mm,
R2 = 4 mm, and R3 = 5 mm, respectively, and ζ ≈ 1 (i.e. σ = σ0) for Ri (i≥4);
At 50 kPa, ζ ≈ 0.2047, 0.2171, 0.2926, 0.5935, and 0.8949 for R1 = 3 mm,
R2 = 4 mm, R3 = 5 mm, and R4 = 6 mm, respectively, and ζ ≈ 1 (i.e. σ = σ0) for
Ri (i≥5). The coefﬁcients are calculated based on the dimensions and material
properties of the prototype.
The dimension of this simulation model was the same as that of the sensor prototype. The base
mesh structure contains 12 electrodes (resistance: 0.2Ω) and a circular pressure area (diameter:
6mm), as shown in Figures 3.7 and 3.8, respectively.
1 A .vrml ﬁle generated in ABAQUS was converted to a .stl ﬁle using MeshLab (Cignoni et al. (2008)),
and then the .stl ﬁle was imported to EIDORS.
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Chapter 2 presented simple model for microchannel deformation as a function of strain, in this
chapter we will use a more acurate analytical model for hyperelastic pressure sensing from
Park et al. (2010). The equation expresses the conductivity of the pressure area expressed as a
function of the applied pressure.
ΔR=
ρL
wh
{
1
1−2(1−ν2)w χ p/Eh −1
}
(3.1)
ρ , ν , and E are the electrical resistivity of the ionic liquid, and poison’s ratio and elastic
modulus of the silicone material, respectively. L is the length of the microchannel, w and h
are the width and height of the cross-section of the microchannel, respectively, and χ is a
correction on the channel center line. Then, based on Eq. (3.1), the new conductivity of the
pressure area is:
σ = ζ ·σ0 (3.2)
where σ0 is an initial conductivity and the coefﬁcient ζ = 1−2(1−ν2)w χ p/Eh .
Since the applied pressure has an inﬂuence on the conductivity changes of not only the pressure
area but also its vicinity, in Eq. (3.2), the effective pressure area was calculated and used in the
simulation, as illustrated in Figure 3.8.
Using this conversion process, we simulated the deformation of the skin, as shown in Fig-
ure 3.9. Both pressure locations and magnitudes were estimated for different pressure inputs,
show in Figure 3.9(a), using an input current of 10 mA. The following parameters were also
used in the simulation: σ0 = 0.398 S ·m−1, ν = 0.49, and E = 125 kPa. 20dB of SNR (Signal-
to-Noise Ratio) was also included make a similar condition of actual sensors.
The results showed the minimum conductivity at the center of the pressure and a gradual con-
ductivity increase at the adjacent areas as the distances from the center increase reaching the
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Figure 3.9 (a) Conductivity distributions with one point load
(p=35 kPa) centered at (x=-6mm, y=-6mm) and two point
loads(p=50 kPa) centered at (x=-12mm, y=12mm) and
(x=12mm, y=-12mm). (b) Images of reconstructed conductivity of the
loads.
initial conductivity (σ0) eventually. The conductivity reconstruction (i.e. pressure estimation)
was reliable regardless of the magnitudes and the number of the pressures.
Although the current approach does not incorporate the 3-D deformation of the microchannels,
the simulation results demonstrated that the EIT can be easily combined with microﬂuidic soft
sensing devices for detecting contact pressures.
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3.4 Experiments: contact location and image reconstruction
The goal of this chapter was to presents a novel idea of implementing EIT to a touch-sensitive
skin ﬁlled with an IL and discuss the design challenges associated with this approach. The
inverse EIT problem is a complex topic on which many papers have been published over the
last 20 years.
Future work may target the question of how one can improve the touch image quality using
more complex but more precise reconstruction algorithms. In the meantime, this section will
present simple experiments conducted on the skin prototype in order to show that the proposed
fabrication method leads to artiﬁcial skin that can effectively detect pressure contacts as well
as their magnitudes.
3.4.1 Sensing mechanism of the skin
Given that the speciﬁc conductivity of the ionic liquid is isotropic and since the number and
shape of the channels is known, the skin can be modeled as a matrix of resistors in which each
channel section is a resistor and each connection between the channels is a node.
The impedance of an ionic liquid is a function of the distance between electrodes, and the
smallest cross-sectional area of the microchannel between the electrodes, and the liquid con-
ductivity. The pressure applied to the skin will deform the microchannel and decreases its
cross-sectional area, and it consequently increase the impedance that can be measured from
the electrodes located at the edge of the skin.
Since the impedance changes are due to the area changes of the cross-section of the microchan-
nel, and also the deformed silicone elastomer can easily return to its original shape when the
pressure is released, the impedance changes are highly predictable and reproducible.
In addition, the dynamics of ions as charge carriers are constant in a large frequency domain
(Zhu et al. (2009)), whereas the paths of current as modiﬁed by forces applied to silicone doped
with conducting nanoparticles are far more difﬁcult to predict (Lacasse et al. (2010); Kost et al.
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(1994); Ding et al. (2007)), the sensing mechanism in the our skin is more reliable than that
those of EIT skin sensors that use conductive rubbers (Nagakubo et al. (2007); Kato et al.
(2007)).
3.4.2 EIT image reconstruction
A conventional way of acquiring EIT data is measuring electrical potentials between all the
electrodes except two electrodes to which an alternating current (AC) is injected. This process
is repeated by changing the two injection electrodes until it covers all the electrodes (Nagakubo
et al. (2007); Kato et al. (2007)).
Complex numerical methods may be used to reconstruct the image from the obtained data.
However, in our case, we employed a simple numerical method called weighted ﬁltered back
projection (Kotre (1994)) since the purpose of our experiments was to validate the concept of
using EIT on a soft skin sensor that contains an network of embedded conductive microchan-
nels.
In our method, the image reconstruction algorithm creates a matrix by attributing a score to
each node of the skin. This score is calculated by summing the impedances of the channels
crossing at this position. This simple method provides accurate results, since our skin is com-
posed of a discrete set of channels that follow a symmetric organization as opposed to the
unknown medium generally explored with EIT, thus simplifying the problem. Furthermore,
the conductivity of EMISE ionic liquid is isotropic, which makes the current ﬂow inside the
channels much more predictable.
Normal forces were applied to the skin using a commercial force gauge (M4-10, Mark-10) and
a test stand (ES10, Mark-10), and the impedance was measured at 1 kHz at the edge electrodes
of the skin. To apply a force in a repeatable manner, a rigid cylindrical end-effector (6 mm in
diameter, 6.35 mm in height) was mounted on the force gauge.
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Figure 3.10 Experimental setup for pressure response measurement using a high
accuracy force gauge (left) and the close-up view of the sensor and the pressure tip
(right).
Since the measurements were performed manually using an external device, a simple custom
data acquisition protocol was followed. Impedance was measured between one electrode and
the next, in a clock-wise order, without redundancy. Measurements were performed ﬁrst with-
out any load in order to populate a calibration matrix used to evaluate the impedance due to
other causes than the RTIL ﬁlled channels, and mitigate their impact on the sensors’ accuracy.
The end-effector was then brought down to the skin until the force measured by the force gauge
reached target value. The experimental setup is shown in Figure 3.10.
Two experiments were conducted to evaluate the skin prototype. In the ﬁrst experiment, a
single load with three different force levels were applied to a same location. The skin was able
to detect both the location and the magnitude of the force, as shown in Figure 3.11.
For the force estimation, the resistance difference between the collected data and the calibra-
tion matrix was calculated and then ﬁltered through bicubic interpolation in MATLAB. Al-
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Figure 3.11 Photo of the pressure application experiment (left) and its
post-processed estimated pressure image (center) with Matlab generated images of 3
distinct forces applied at the same skin position (right).
though the experiments were simple and use only one subset of the measurements obtained,
this method demonstrates the capability of extracting the location and magnitude of a contact.
The contact was detected exactly at the same location of the actual load. Also, although the
relationship is not exactly linear, the three different forces were estimated with the three shaded
curves with peaks of different amplitudes in Figure 3.11.
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Figure 3.12 Matlab images and cross section view caused by the two contact points
of the force gauge end-effector with a force of 0.5 N, and demonstrating skin ability
to detect multiple contact location. Both images were built from the differences in
resistance between the calibration matrix and the deformed skin’s matrix. (The y-axis
scale of both plots is not linear since it is based on bicubic interpolation of image
processing.)
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In the second experiment, two same loads (0.5N) were applied to the two different locations.
The result, shown in Figure 3.12, shows that two same resistance changes were detected at the
two contact locations.
The experimental results validated that our skin prototype was able to identify the locations
and magnitudes of contact forces for both single and multiple load conditions.

CHAPTER 4
SOFT WEARABLE MICROFLUIDIC SKIN FOR HAND MOTION DETECTION
We become what we behold. We shape our
tools, and thereafter our tools shape us.
Marshall McLuhan
As a ﬁnal step toward a wearable prosthetic strain sensing skin, we developed and tested a soft
wearable strain sensing skin that was mounted on a human hand. Indeed, human hand motions
are more complex than today’s prosthetics, and thus represent the ultimate sensing challenge.
Motion sensing must be achieved through both precise and unobtrusive measures. Our design
thus aimed for increasing the compactness of the device and also for improving its performance,
which have not been easy to achieve simultaneously in the previous designs.
The skin showed in Fig 4.1, was cast from a soft silicone rubber that can easily conform to
a human hand. The skin contains embedded microchannels ﬁlled with liquid conductors for
stretchable sensing and wiring. The liquids in the microchannels do neither introduce rigidity
to the structure nor increase the size of the device.
4.1 Design
4.1.1 Sensor conﬁguration
A human hand is highly complex and requires 24 DOFs to be fully kinematically modeled (Co-
bos et al. (2008)). However, the concept of motor synergies (Santello et al. (1998); Prattichizzo
et al. (2010)), which couple more than one DOF joint motions of one or more ﬁngers, allows
us to simplify some ﬁnger motions by deﬁning the coupled joints.
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Figure 4.1 Artiﬁcial skin prototype with embedded components.
Possible reasons for the motor synergies are i) mechanically, ﬁngers share tendons, and ii)
neurophysiologically, the central nervous system simpliﬁes the control effort for certain mo-
tions for known tasks (Todorov & Ghahramani (2004)). These synergies allow us to reduce the
number of necessary sensors for reconstructing general hand motions as long as the selected
sensing joints are not coupled to each other (Bianchi et al. (2012)).
We decided to place two sensors on each of four long ﬁngers (i.e. index, middle, ring and
little ﬁngers), one on the metacarpal-phalangeal (MCP) and the other on the proximal inter-
69
phalangeal (PIP), making total eight sensors on these four ﬁngers. The other three sensors were
placed on the thumb, the ﬁrst on the inter-phalangeal (IP) joint, the second on the metacarpal-
phalangeal (MCP) joint, and the third between the thumb and index ﬁnger. Fig. 4.1 shows the
actual prototype of the skin and the sensor conﬁguration.
With this conﬁguration, the skin prototype can detect the ﬂexion and extension motions of the
MCP and PIP joints of the four long ﬁngers, and also the same motions of the IP, MCP, and
Carpometacarpal (CMC) joints of the thumb. In addition, the sensor between the thumb and
the index ﬁnger detects abduction and adduction motions of the thumb that are important to
reconstruct the hand gestures (Ingram et al. (2008)).
No sensors were placed on the distal inter-phalangeal (DIP) joints since the DIP joint motions
can be deduced from the PIP joint motions of the same ﬁnger based on the coupling effect of
the two joints (Cobos et al. (2008)), which simpliﬁes our design by reducing the number of
sensors and signal wires.
4.1.2 Detection mechanism
4.1.2.1 Microﬂuidic sensing
Based on the research presented in previous chapters, we decided to use soft microﬂuidic sen-
sors for their compliance and simple behavior. Therefore, a thin elastomer layer with embed-
ded microchannels ﬁlled with conductive liquids was used as a highly stretchable and ﬂexible
sensor.
When placed on each joint of the hand, the microchannel of each sensor stretches as well get
compressed with ﬁnger ﬂexion motions. When stretched, the length of the microchannel in-
creases and also the cross-sectional area decreases, which consequently increases the electrical
resistance of the microchannel without disconnecting the circuit (Park et al. (2010, 2012a)).
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Two different microchannels were embedded in our skin prototype with the cross-sectional
areas of 700 μm (width) × 500 μm (height) for an ionic liquid and 300 μm (width) × 500 μm
(height) for a liquid metal.
4.1.2.2 Conductive liquids
Again, two different conductive liquids were selected: a RTIL for strain sensing and a liquid
metal for soft wiring (eGaIn ; Dickey et al. (2008)).
RTILs, presented in the previous chapter, are conductive liquids exclusively made of ions. Our
prototype was ﬁlled with the same 1-ethyl-3-methylimidazolium ethyl sulfate (EMISE, Sigma-
Aldrich) since it shows a relatively high ionic conductivity (resistivity: ρ = 25×10−3 Ω·cm)
and low toxicity.
Since typical hand motions are involved with skin stretches in multiple places on the hand, we
needed to decouple ﬁnger joint motions from the skin stretches on non-joint areas for more
accurate measurements. Therefore, we decided to employ a dual-liquid system in which the
RTIL is used for the sensing microchannels while eGaIn is used for the soft wiring.
4.1.3 Instrumentation circuit
The conductivity of the RTIL is based on the movement of ions acting as charge carriers. If
connected to a direct current, the ions of the RTIL will be attracted by the poles and polarize
the electrodes, which prevents the sensors from generating reliable impedance values.
To address this issue, the impedance of the RTIL was measured by applying an alternating
zero-centered signal using a custom designed instrumentation circuit. This time, the instru-
mentation circuit used a Programmable system - on - Chip (PSoC – CY8C38LTI068, Cypress
Semiconductor) that contained an internal micro controller and ﬁrmware programmable digital
and analog components.
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Two operational ampliﬁers in this unit were used to generate a square, zero-centered, waveform
whose frequency depends on the impedance of the sensor. The frequency of the waveform is
then estimated within the Psoc, by a counter. Fig. 4.2 shows the overall architecture of our
sensing and instrumentation system.
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Figure 4.2 Artiﬁcial skin sensing system architecture.
In order to switch the sensor readings between the 11 sensors, a single chip dual analog multi-
plexer (ADG726, Analog Devices) was used, which allowed us to selectively link the PSoC to
any of the 11 skin sensors.
To capture the hand motions, the multiplexer was commanded to switch the sensor readings
among the 11 sensors and their impedance values were evaluated by the PSoC. Then, the sensor
readings are transmitted to the computer.
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Since the impedance values of the sensors change the frequency of the square wave, it is not
straightforward to deﬁne the sampling rate. However, using the highest possible impedance
value of the sensors, we can calculate the lowest sampling rate.
When switching the readings among the 11 sensors, the longest acquisition time for the entire
skin would be Acq = 2T ×11 where T is the maximum period of the sensor square wave, and
Acq is the acquisition time.
From Chapter 2, we know the equations governing the period:
B=
R1
R1+R2
and
T = 2Rs( f )C1 ln
1+B
1−B
where C1,R1 and R2 are capacitance and resistances on the circuit that is used to regulate
the frequency range of our square wave. After experiments, we determined our maximum
sensors impedance to be Rs ≈ 500 KΩ. In our circuit, we chose C1 = 1 μF, R1 = 22 Ω and
R2 = 100 KΩ, which gives T ≈ 0.44 ms. Finally,
Acq = 11 × T ≈ 4.84 ms. (4.1)
Therefore, the theoretical lowest sampling frequency for the entire skin is about 200 Hz, which
is much higher than the recommended frequency for hand motion detection (Simone et al.
(2007)).
4.2 Manufacturing
The manufacturing involves multiple steps of polymer casting and component embedding, as
shown in Fig. 4.3.
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Figure 4.3 Manufacturing Process for Sensing Skin: (a) Mold preparation
and elastomer casting. (b) Conductive thread embedment. (c) Microchannel
sealing by laminating a ﬂat elastomer layer. (d) Liquid conductor injection. (e)
Signal wire connection and attachment of ﬁnger and hand fasteners.
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4.2.1 Mold preparation
The skin prototype is made of extremely soft elastomer (Ecoﬂex 00-30, Smooth-On, shore
hardness 00-30, elongation at break 900%) that is cured (at 60◦C for approximately 25 minutes)
by mixing two parts (resin and hardner, 1:1 mixed ratio in weight) in a custom-designed mold.
Since the skin layer is very thin and soft, the tension of the skin does not cause any constraint
(or fatigue) to the user’s motion.
The mold is composed of two pieces: a 3-D printed (Objet30, Stratasys) ﬂat base plate with
protruded sensor and soft wire microchannel patterns and a laser cut (Epilog Mini, Epilog
Laser) side-wall acrylic cover (1.6 mm thick) that deﬁnes the boundary of the skin to be cast.
The side-wall cover is aligned and ﬁxed to the base plate using alignment screws. The sensor
channels were placed on top of the selected ﬁnger joints and the wire channels were designed
to connect the sensors to the wrist.
4.2.2 Skin sensor layer
A liquid elastomer is poured on the assembled mold and cured in the oven at 60◦C for approx-
imately 25 minutes. When removed from the mold, the cured elastomer layer (1.6mm thick)
contains all the microchannel patterns for strain sensing and soft wiring.
Before sealing the microchannels, conductive silver threads are manually sewn into the elas-
tomer through the pockets near the microchannels, as embedded interfaces between RTIL and
eGaIn. The multiple wavy turns of the threads not only tolerate the stretch of the skin with
reliable electrical connection but also aimed at preventing one liquid from invading the other.
Given the large number of channels to connect, conductive threads aimed at interfacing conduc-
tive liquids in more scalable manner that the previously manufactured soft polymer interfaces.
It also allowed the use of very common and commercially available conductive material.
After all the thread interfaces are embedded, the sewing pockets are ﬁlled with a silicone glue
(Sil-Poxy, Smoth-On, shore hardness 40A).
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4.2.3 Sealing and injection
To seal the microchannels with the silver threads, a thin, ﬂat base elastomer layer (approxi-
mately 800 μm) is prepared by spin-coating the same liquid elastomer at a low speed (600 rpm
for 6 sec. and 350 rpm for 25 sec.) on a ﬂat surface. Once the ﬂat layer is fully cured, an-
other much thinner layer of the liquid elastomer is spin-coated at a higher speed (1600 rpm for
25 sec.) on top of the cured layer to be used as a bonding agent.
Before curing the second layer, the original skin sensor layer is laminated on top. The two
cured layers bond while the thin intermediate layer cures. A thickness of 2 mm was achieved
over the entire area of the complete skin in this process.
When the entire skin is fully cured, conductive liquids are injected using two hypodermic
syringe needles: one for injecting the liquid conductors and the other for releasing the trapped
air in the microchannels.
4.2.4 Signal wires and hand fasteners
The skin is connected to the instrumentation circuit using a 12 wire ﬂexible ribbon cable on
the wrist part of the skin. Stretchable hook and loop straps are attached to the wrist and to the
ends of the ﬁngers to fasten the skin prototype to the back of the hand reliably. The stretchable
fasteners allow the user to wear and take off the skin easily without constraining the natural
hand motions.
4.3 Data collection and signal processing
The raw period data of 11 sensors were collected and processed using MATLAB (The Math-
Works, Inc.). The mapping and 3-D graphic rendering was achieved with SynGrasp 2.0, an
open source MATLAB toolbox for grasp analysis (Malvezzi et al. (2013)). The modeling of
hand adapted in SynGrasp is based on Denavitt-Hartenberg parameters. With the input joint
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angles, the hand gesture could be calculated from the base joint – MCP joint in our model – of
each ﬁnger.
For the maximal representations of hand motions that use all the 11 sensors in the skin, we
construct a paradigmatic hand with 15 DOFs. The horizontal movements of the ﬁngers were
constrained in ﬁxed angles due to the limitation of the 2-D sensing capability of our design.
The two sensors at the IP and MCP joints and the one between the thumb and the index ﬁnger
calculate the motion of the thumb in the computational model. The motions of the other four
ﬁngers are calculated by the two sensors placed on PIP and MCP joints of each ﬁnger. The IP
joint motions of the four ﬁngers are calculated synergistically from the previous PIP joints by
multiplying by a factor of 2/3 based on Li et al. (2011a).
For 3-D graphical reconstruction in real-time, the skin prototype requires an initial calibration
that records the sensor data of two extreme ﬁnger positions – full extension and full ﬂexion.
Then, the sensor signals are linearly interpolated to be mapped to the graphic model. The linear
relationship between sensor signals and joint angles has been already veriﬁed for this type of
soft strain sensors (Park et al. (2014)).
4.4 Preliminary characterization
To characterize and evaluate the performance of our prototype, two preliminary experiments
were conducted. The ﬁrst experiment is calibration of an individual sensor. In this test, a single
strain sensor was linearly stretched up to 200% using a commercial force/torque test stand
(Mark-10 Motorized Test Stand ESM301), and the resistance of the sensor was measured.
The second experiment is calibration of the skin prototype with a hand. The skin was mounted
on a human hand, and the index ﬁnger was bent from 0◦ to 130◦ 10 times, step by step, with a
10◦ increment. The actual angle was measured using a manual goniometer in 2-D. The results
of these two experiments are shown in Fig. 4.4.
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Figure 4.4 Psoc raw data of an individual sensor, during single axis strain test (left) and
index joint bending (right).
Both strain and bending test results showed linear responses. The bending result also showed
repeatability of the sensors with multiple tests. However, skin movement or slippage during
the experiments was not examined in this stage.
Assuming the other sensors work in the same way, these preliminary results can be extrapo-
lated to the other joint motions except for thumb abduction–adduction. Based on the initial
calibration, the skin provides joint angle information in real-time without drift, and the hand
motions can be easily reconstructed without any noticeable time delays, as shown in Fig. 4.5.
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Figure 4.5 Snapshots of real-time sensing system with 3-D graphical
reconstruction. All ﬁve ﬁngers (red lines) with multiple joints (green dots) rotate
on the virtual anchor (blue line) based on the sensor signals from the skin.
Part II
Prosthetic actuation through the
"Programmable Permanent Magnet"
actuator
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CHAPTER 5
THE "PROGRAMMABLE PERMANENT MAGNET" ACTUATOR
We are all atheists about most of the gods that humanity
has ever believed in. Some of us just go one god further.
Richard Dawkins
Figure 5.1 The programmable permanent magnet actuator.
Despite great technological advancement, prosthetics continue to lag behind human limbs in
their abilities to perform a variety of commonplace physical tasks. One reason for this is the
present-day limits of actuators.
The main problem with prosthetic actuation is that conventional electromagnetic actuators are
inherently ill-suited to prosthetics. It might seem surprising that out of the variety of actuators
that have been invented and improved upon since the 1830s (Doppelbauer), not a single one
is truly appropriate for prosthetics. Even though innovations in actuators have brought about
great improvements in electric cars, for instance, they have not done the same for prosthetics
or humanoid robots, because they require a completely different type of actuation.
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Conventional actuators, such as DC or brushless motors, reach high efﬁciency at high speeds
(due to back electromotive force, or back EMF), but prosthetics applications typically require
low-speed high-torque movements, for which conventional motors are much less efﬁcient. This
inefﬁciency has three consequences: i. prosthetics consume more power than necessary, thus
draining batteries; ii. the amount of excess heat that is generated (as described by the Joule
effect) can results in damage to the motor or in discomfort to the user; and iii. due to the risk
of heat damage, the actuator’s torque is limited.
This issue is not speciﬁc to prosthetics and can be found in many robotics applications too. The
typical work-around to this problem has been to use gearboxes. Gearboxes change the ratio of
speed to torque (converting a high-speed low-torque input to a lower-speed higher-torque out-
put), allowing the motor to operate at a higher speed, which is more efﬁcient. However, gear-
boxes introduce new issues such as backlash, additional weight, high reﬂected inertia during
collisions, and sometimes non-backdriveability (Seok et al. (2013)).
Another problem with gearboxes is that they do not work for situations where a prosthetic joint
applies torque in a ﬁxed position. This is particularly relevant to prosthetics (as opposed to say,
cars), because they frequently need to apply torque while not actually moving, such as while
gripping an object or standing upright. In these scenarios, the actuators at the robot’s joint must
maintain torque without rotating; and thus the motor is operating in the zero-efﬁciency zone
(maximum power input and zero power output).
Numerous attempts have been made to circumvent the shortcomings of conventional motors
in robotics, where actuator torque is of major importance (Urata et al. (2008, 2010); Kozuki
et al. (2016); Hochberg et al. (2013); Wensing et al. (2017)). One method has been to improve
the actuator’s heat dissipation properties. Among the most successful examples of this method
is the water-cooled motor system that helped the SCHAFT team win the Darpa competition
trials (Urata et al. (2008, 2010)). Their robot’s actuators were able to output higher torque
because the excess heat was dissipated by a custom-built liquid cooling system. Although this
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is an ingenious method, it still does not address the root of the problem: the inefﬁciency of
conventional motors in most robotic applications.
In light of these problems, we propose a fundamentally new approach to prosthetic and robotic
actuation: the "Programmable Permanent Magnet" (PPM) actuator, which is illustrated in
Fig 5.1). The PPM actuator is capable of sustaining a variety of torques indeﬁnitely, and
for a given torque, the motor’s energy consumption is directly proportional to its velocity. To
the best of our knowledge, this is the ﬁrst actuator to have these characteristics, which are
particularly promising for prosthetics applications.
Section 5.1 explains important concepts needed to understand the motor’s operation. Sec-
tion 5.2 presents the design of the prototype. Section 5.3 describes the experiments conducted
with the prototype, and gives their results.
5.1 A novel paradigm for torque generation
A typical motor, such as a Maxon brushless motor, takes the electrical power that’s supplied
(Pin), and transforms it with some loss (Ploss) into mechanical power (Pmech), where the latter is
a direct function of torque and rotational speed, thus allowing us to also calculate the efﬁciency
(η). These relations are given by:
Pin = Ploss+Pmech,
η =
Pmech
Pin
,
(5.1)
where
Pin =Vi
Pmech = τω
Ploss = i2R
(5.2)
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and where i is the actuator’s current, V is its voltage, and R is the electrical resistance of the
winding.
When a conventional motor operates at its maximum speed, it’s not able to exert any torque.
This point is known as no load speed, and when it’s reached there is very little power output.
However, the motor is still operating quite efﬁciently because it’s not drawing much electrical
power either, due to a phenomenon called back electromotive force (back EMF). This phe-
nomenon balances the voltage applied across the windings, thus reducing the effective current
ﬂow and heat generation in the windings.
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Figure 5.2 Maxon 339286 brushless motor power characteristics
As can be seen from Fig. 5.2 made using the datasheet of the Maxon brushless motor 339286,
at slightly lower speeds (than maximum), the motor exerts torque. Here it operates in a very
efﬁcient zone because it is converting almost all the electrical power into mechanical power.
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So at medium-to-high speed and torque, the motor is highly efﬁcient. But at very low speeds
it’s a different story. At low speeds the motor is also producing very little power, but this time
there is not as much back EMF to help lower the power input. Instead, the motor is consuming
its maximum amount of electrical energy – and when there is no speed, all of this energy is
wasted in the form of heat. To summarize, conventional motors exhibit very good efﬁciency at
high speeds, and very low efﬁciency at low speeds.
In both a DC motor and in our motor, movement and torque are created by the interaction
between two magnetic ﬁelds: one ﬁxed (a permanent magnet), and one variable. However,
whereas in a DC motor the variable ﬁeld is a temporary electromagnetic ﬁeld controlled by
an electrical current, in our actuator, both the ﬁxed and variable components are permanent
magnets. We "set" the magnetic ﬁeld of one permanent magnet to a given value, and create
motion by constantly "resetting" this ﬁeld.
To do so, our PPM actuator relies on current pulses to generate strong magnetic ﬁelds that will
magnetize the hard ferromagnetic material of the windings. Hard and soft ferromagnetic ma-
terials are distinguished by their ability to retain magnetic ﬁelds: hard ferromagnetic materials
are much more difﬁcult to demagnetize than soft ferromagnetic materials.
In other words, in the PPM actuator, the current is used to magnetize magnets in the windings.
The PPM actuator then generates torque due to the interaction between the magnetic ﬁelds of
the stator and rotor. Assuming the magnets are neither heated past their Curie temperature nor
physically battered, and that the hard ferromagnetic material can sustain the opposing magnetic
ﬁeld, then the "set" torque will be maintained by the actuator at no additional cost. The actuator
only requires power to switch its magnets, in order to rotate its shaft, which happens when a
pulse of current is sent through the windings. Therefore, the PPM actuator’s power input (Pin)
is directly related to the number of these pulses (Np) required to cause a single rotation, to the
energy contained in each pulse (Ep), and to the actuator’s angular velocity (ω). So we can
approximate the PPM actuator’s consumption with the following equation:
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Figure 5.3 PPM actuator power characteristics
Pin =
ω
2π
NpEp. (5.3)
We can conclude from this equation that the power consumed by the actuator is directly pro-
portional to how quickly the actuator rotates. The only other variable in this equation is the
energy contained in each pulse Ep, since the number of pulses is ﬁxed during the actuator de-
sign (in our case, Np = 4). The amount of energy used in these pulses controls the strength
of the generated magnetic ﬁelds, which results in distinct levels of torque. To summarize, by
adjusting those two variables (ω and Ep), we control both the velocity and the torque produced
by the actuator.
This equation also suggests that the power consumption of the PPM actuator follows a trend
that is the inverse of what a conventional actuator would follow. Indeed, as can be seen from
Fig. 5.2, a DC motor consumes less power as speed increases (due to back EMF), whereas our
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actuator’s power consumption increases linearly as a function of speed. This line crosses the
origin at zero, because the actuator is able to hold a given torque indeﬁnitely without consuming
any power. This linear relationship between power input and velocity also implies a very
particular efﬁciency proﬁle. Indeed as we can see from eq.(5.4), the efﬁciency η of the actuator
for a given torque is a constant.
η =
Pmech
Pin
=
τω
ω 12π NpEp
=
2πτ
NpEp
(5.4)
Given that our actuator’s efﬁciency is constant, it will inevitably intersect with the efﬁciency
curve of a conventional motor (which starts with zero efﬁciency at zero speed). Illustrating
this phenomenon, Fig.5.4 compares the efﬁciency of our PPM prototype with a Maxon 339286
DC brushless motor, of very similar diameter and length. The velocity associated with point
at which the two curves intersect represents the superior limit of the range of operations where
our motor is always more efﬁcient than a traditional motor. However, since efﬁciency is an in-
stantaneous measurement, it may not be the best indicator of each actuator’s merits for a given
application. A more realistic indicator might be overall energy consumption. For example, ap-
plications like robotic grasping involve a great deal of torque-holding time. In tasks like these,
the PPM actuator might consume less energy during the entire task than a conventional motor,
even if it is (when rotating) occasionally less efﬁcient than a conventional motor. The extent to
which PPM actuator’s efﬁciency is superior to a conventional motor is arguably quite limited.
However, as mentioned above, our actuator is designed for low speed, high torque applications.
Regarding this latter characteristic, we must point out that our actuator is able to sustain indef-
initely a torque of 200 mNm when a comparable Maxon motor can only continuously produce
69 mNm.
Another consequence of this particular power consumption proﬁle is that, unlike conventional
actuators wherein heat becomes an issue when the motor needs to hold a given torque steady,
our actuator will start overheating as speed increases, since increasing the speed requires send-
ing more pulses of energy per unit of time.
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Figure 5.4 Low speed actuators efﬁciency comparison
5.2 The PPM actuator design
5.2.1 Recent approaches
One way to deal with the high torque demands of robots has been through static balancing,
which has been promoted for increased robot compliance and human safety as well as reduced
actuator power consumption (Boisclair et al.). Different systems such as springs (Paine et al.
(2015)) or counter weight (Lacasse et al. (2013)) have been proposed to achieve it.
Another recently proposed approach is to use the electromagnetic force contained in magnets
to generate passive and active torque. For example, A. Knaian created a variation of the stepper
motor, the "Electropermanent" (EPM, Wikipedia, Electropermanent magnet (2017)) actuator,
that uses magnets to maintain friction between the stator and rotor (Knaian (2010)). The same
team also used this technology to create programmable (Gilpin et al. (2010)) matter and elec-
tropermanent valves in a soft robot (Marchese et al. (2011)). Their electropermanent actuator
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relies on a pair of magnets, with one made from a softer ferromagnetic material than the other.
Together they form a magnetic circuit that can be switched through the softer magnet (Alnico)
to form either a closed circuit with almost no magnetic ﬂux escaping, or an open circuit where
the magnetic ﬂux is projected outside of the arrangement of magnets. This same idea was
modiﬁed for use in a drone latching mechanism, the "OpenGrab EPM" (NicaDrone website
(2017)), where it enabled high payload while maintaining low power cost.
One of the limitations of using EPM in an actuator is that the arrangement of the two magnets
produces a near-binary function. Indeed, the external ﬁeld can practically only be turned on
and off. Moreover, due to the very high coercivity of the neodymium (NdFeB) magnet, it is
impossible to reverse the direction of the external magnetic ﬁeld.
Our approach instead uses only one type of magnet, for which the magnetization is changed via
a pulse of current in a solenoid. This enables us to "set" any amount of magnetization, in any
direction, within the physical limits of the magnet’s magnetization. One of the challenges with
this approach is ﬁnding the right magnet. Alnico magnets, for instance, are easy to magnetize
and require little energy to control, but they are also easily demagnetized (low coercivity)
and can only weakly retain magnetic ﬁelds (low effective remanence). This produces a weak
actuator, since a strong internal core will easily demagnetize the Alnico magnet(s).
On the other hand, some permanent magnets like NdFeB are not easily demagnetized by a
strong permanent magnetic core, so they could enable a very strong actuator. However, the
amount of energy required to program such a magnet is very high, making NdFeB a poor
solution from the point of view of efﬁciency, and also one that would be difﬁcult to imple-
ment. Thus, ﬁnding the right magnet requires ﬁnding the right trade-off between the magnet’s
strength and the magnetization cost.
90
5.2.2 Magnet Selection
Using the international notation system 1, the relationship relationship between the magnetic
ﬂux density (B), the applied ﬁeld (H), and the induced magnetization (M) is:
B= μ(H+M). (5.5)
M is a vector ﬁeld expressing the permanent magnet dipole moments inside the magnet, H cor-
responds to the magnetic ﬁeld that is applied to a ferromagnetic material in order to magnetize
it, and μ is a constant such as μ = μ0μr, μ0 and μr respectively being the permeability of free
space and the relative permeability of the material if the magnetic ﬂux traverses a material.
Finally, B, sometimes also called magnetic ﬁeld, represents the amount of magnetic ﬂux going
through a material in a unit area perpendicular to it’s direction.
To fully characterize a magnet, the hysteresis curves, of whom typical examples are illustrated
in Fig. 5.5, are crucial. These curves plot M and B in response to H. As a general rule, the
taller these curves are, the stronger the magnet is, and the wider the curves are, the harder it is
to demagnetize a magnet.
A few speciﬁc points stand out in these curves:
- The remanence, Br, corresponds to the magnetic ﬂux density measured when no external
magnetic ﬁeld is applied and after full magnetization has happened to the ferromagnetic
material.
- The coercivity Hc represents the amount of external magnetic ﬁeld needed to cancel the
magnet’s magnetic ﬂux density.
1 Because there are many misconceptions surrounding the ﬁeld of magnetism (Sung & Rudowicz
(2003)), different units, and different notations, we refer the reader to classical magnetic textbook
(Cullity & Graham (2011)) and to the paper by Sung & Rudowicz (2003) for a full understanding of
the misconceptions and intricacies of magnetic ﬁeld theory. We will use the SI recognized Sommer-
feld convention, and notations and only present relevant concepts.
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Figure 5.5 Typical ferromagnetic material hysteresis curves,
independent scales.
- The intrinsic magnetization, Hci, denote of the strength of magnetizing ﬁeld (H) a magnet
has to be subjected to in order to completely lose its magnetization (M), and is consequently
directly related to a magnet energetic magnetization cost.
- The Magnetic Saturation, Ms, is the point where even if the applied ﬁeld H in increased, no
further magnetization of the material is possible: all the magnetic domains are aligned.
- Commonly used by the manufacturers to classify magnets, the BHmax is an approximate
value of the maximum amount of energy stored in a magnet. It approximately corresponds
to the largest rectangle under the curve, in the second quadrant of the magnetic induction
graph. Since the BHmax does not take the magnet’s shape into account.
Most of the permanent magnets used today belong to either the Aluminum-Nickel-Cobalt (Al-
NiCo), Samarium-Cobalt (SmCo), or Neodymium-Iron-Boron( NdFeB) type of magnets. Each
of these chemical composition grants speciﬁc characteristics in attainable remanence, coerciv-
ity and physical robustness, and can be further subdivided in many grades of magnets mainly
depending on detailed chemical composition and manufacture process.
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Figure 5.6 Ferromagnetic materials comparison (Dura Magnetics Website)
Since, our magnets ideally require a combination of high remanence (Br) and low intrinsic co-
ercivity (Hci), the commonly BHmax is in our case inadequate. Using remanence and coercivity
may lead to consider AlNiCo magnets. However, as explained before, the AlNiCo intrinsic co-
ercivity is so weak that they cannot oppose a magnetic ﬁeld without suffering demagnetization
and struggle to stay magnetized when manufactured with low ratio of length over diameter.
Since our magnets are as long as wide, our effective AlNiCo 9 remanence is much lower than
the theoretical value and has been experimentally measured at about 0.589T, as showed by
Fig 5.6b. Taking all theses parameters into consideration, we propose the following optimiza-
tion function:
max f (x) =
Br
Hci
subject to Hci ≥ c
(5.6)
where Br is expressed in mT and Hci in kA/m. According to Eq. 5.6 and as illustrated in
Fig 5.6a, SmCo magnets were custom built for the PPM prototype. These magnets intrinsic
coercivity is 395kA/m, and they produce a 0.789T magnetic ﬁeld. We do not exclude the use
of some other SmCo grades in further developments.
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5.2.3 Halbach magnetic circuit
5.2.3.1 Beneﬁts
As seen above, the PPM actuator is very inefﬁcient at high speeds. Therefore, we may want
to avoid using it with a transmission gear box. If a transmission is necessary, one with a very
low ratio might be preferable. To avoid the need for a transmission, we need an actuator with
a very high torque-to-volume ratio, which necessitates creating a strong magnetic ﬁeld within
the actuator.
Strong side magnetic eld
Weak side magnetic eld
Figure 5.7 Typical Examples of Halbach arrays.
The Halbach arrays, ﬁrst proposed by John Mallinson (Mallinson (1973)) and later popular-
ized by Klaus Halbach (Halbach (1980)) are magnetic circuits that focus the magnetic ﬂux of
individual magnets to create one stronger magnetic ﬁeld on only one side of the structure. ; in
an either planar or circular manner as shown in Fig. 5.7. By focusing all the ﬁeld in the center
of the actuator, the Halbach array minimizes loss of the magnetic ﬁeld outside the actuator,
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which also comes with the beneﬁt of minimizing noise that may be induced in nearby devices
like sensors.
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Figure 5.8 FEA magnetostatic simulation of the
magnetic ﬂux density norm (T) in one of our
Halbach array.
Because they focus the magnetic ﬂux density on only one side of the circuit and can be stacked
alongside each other to further compound the magnetic ﬁeld, Halbach arrays induce large mag-
netic ﬁelds while minimizing outer magnetic ﬁeld interferences. Usual applications for these
comprise Nuclear Magnetic Resonance (NMR) and particle accelerators.
As Boisclair et al. demonstrated, such a magnetic ﬁeld also enables the generation of variable
torque over large rotations of the shaft. Ideally, the torque function of the Halbach array must be
as close as possible to the torque output required from the actuator. When the torque function
generated by the actuator meets the robot’s requirements, no additional work is needed.
In other words, if the torque needed from the PPM follows the PPM torque function, and
requires an equal or inferior torque value to the PPM maximum torque output, then once the
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Figure 5.9 FEA maximum torque function, mesh, and magnetic ﬂux density with
core magnet.
PPM is magnetized no further energy will be required and the PPM will passively maintain the
required torque.
The torque function created by our Halbach array should ideally be a sinusoid. Indeed, an
actuator matching such a function satisﬁes the torque required by any simple one-degree-of-
freedom joint operating a pendulum, one of the most essential function in actuation. Such
a torque function means that the PPM actuator would exhibit a spring-like behavior when
magnetized.
This function can also be modiﬁed by changing the Halbach array number of magnetic poles
within the stator, to generate another torque function. Although the torque function is ﬁxed
once an actuator design is chosen, it’s amplitude can be modulated by varying the magnets
magnetization. A weaker magnetization will result in a similar torque function but with weaker
torque. This may also be particularly useful in the ﬁelds of human prosthetic or robot legged
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locomotion, where variable stifness has been indicated as a key element for efﬁciency at various
gaits or over different terrains (Seok et al. (2015)).
It has been shown that creating an Halbach array with discrete magnets rather than a single
magnet of continuously changing magnetization creates a weaker magnetic ﬁeld, due to in-
creased magnetic ﬂux leakage. Using discrete magnets is mostly for ease of manufacturing. In
the context of actuators, however, the amplitude of the torque function is reduced.
Therefore, we knew our results would be worse than what is predicted for an ideal Halbach
array. To ﬁnd out precisely how much worse, we simulated the magnetic ﬂux density norm
using a ﬁnite element analysis (FEA) software (Comsol Multiphysics). These simulations
allowed us to evaluate both the strength of the magnetic ﬁeld within the Halbach array, and
the amount of magnetic ﬂux that leaked outside of it (Fig 5.8). Finally, we computed the axial
torque function and compared it to the expected sinusoid function (see Fig. 5.9). Speciﬁcally,
we simulated the motion of the magnets in the rotor while the stator is fully magnetized, and
we obtained the PPM actuator’s theoretical max torque output for one turn of the core magnets.
5.2.3.2 Design
Halbach arrays are frequently presented as a single magnet of continuously changing magne-
tization. However, for cost and practicality reasons, Halbach arrays are often assembled using
discrete magnets. In that case, the magnets orientation must be changed according to the Hal-
bach’s required magnetization. Using a large number of magnets yields closer approximation
and lower magnetic ﬂux leakage (Raich & Blümler (2004); Soltner & Blümler (2010)).
The design of Halbach arrays has been the subject of a large number of papers ranging from
dimensions optimization (Bjørk et al. (2010); Bjørk (2011)), coercivity and demagnetization
(Bjørk et al. (2015); Insinga et al. (2016)) or torque analysis (Bjørk et al. (2010)). Since
our Halbach arrays are made of discrete magnets, presented in Section 5.2.2, we will use the
notation from papers from Raich & Blümler (2004) and Soltner & Blümler (2010) to describe
magnet’s positions and magnetization direction.
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The vector position cpi of the Eq. 5.7 describes the positions of the centers of the ith among
n magnets in a circular Halbach array of radius r. The position of each magnet depends the
number of magnets used. Thus βi describes the angles between the ith magnets centers and the
Y-axis from the Cartesian coordinates as described in by Fig 5.10. The magnets orientation is
described by γi between the same Cartesian Y-axis and the magnets own reference axes.
2
cp0
cp2
Y
Xcp3
cp1
r
1
cpi :=
(cXi
cY i
)
= r
(
sinβi
cosβi
)
with βi := i× 2πn and γi := (1+ k)βi
for i= 0,1, . . . ,n−1 and k ∈ Z
(5.7)
Figure 5.10 Halbach magnet positioning and orientation equations, with schematic
of a quarter of a Halbach array with n = 12 and k = 1.
The number k determines both the number of pole pairs created by the Halbach array and the
side on which the magnetic ﬁeld will be present. For k = 1, a unique magnetic pole pair is
created inside of the cylinder, while if k = −2, two pole pairs will be created outside of the
cylinder. The PPM actuator is built using two Halbach arrays (k= 1 and n= 12), each creating
a single internal magnetic dipole.
The arrays are aligned vertically but separated by 4.25mm and phase shifted by 90 degrees. Us-
ing two shifted arrays allows to control the actuator rotation direction by selectively switching
one Halbach array’s magnetization after the other, making the shaft turn by 90 degrees every
time.
5.2.4 Actuator prototype
The actuator has two main components – stator and rotor – each of which is composed of per-
manent magnets. The stator is composed of two Halbach arrays, which are superposed and
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separated by 4.25 mm. In order to maximize the strength of the generated magnetic ﬁeld,
we want to maximize the amount of magnetic material for a given volume of the PPM actua-
tor. Consequently, we want to minimize the distance between each magnet – both within the
Halbach arrays, and between the magnets of the arrays and the rotor.
Given that the Halbach array conﬁguration dictates that the magnets have a certain orientation
(see Fig. 5.10), in order to maximize the amount of magnet per unit of volume, we had to use
relatively short magnets. The custom-made magnets used in the Halbach arrays are cylinders
of 6.35 mm (0.25”) in diameter and height, which are magnetized through the length.
The rotor in our actuator is comprised of two hollow cylindrical magnets that are made of
high-grade ferromagnetic material (N42 NdFeB) and are magnetized diametrically. These two
magnets are also superposed and separated by 4.25 mm. Each magnet has the following di-
mensions: 25.4 mm (1”) in diameter, with a hollow center of 3.175 mm (0.125”) in diameter,
and height of 6.35 mm (0.25”).
Each Samarium-Cobalt magnet is wrapped in a handcrafted two layer solenoid made of AWG30
wire (N ≈ 32). The solenoids then are wired one after the other in a serial manner. The typical
electrical characteristics of the solenoids and of the Halbach arrays as measured at 1kHz by a
LCR meter (BK precision 878B) are:
⎧⎨
⎩ Ls ≈ 7.2μHRs ≈ 0.29Ω
⎧⎨
⎩ LH ≈ 88μHRH ≈ 3.5Ω (5.8)
The electrical circuit of the PPM is composed of a bank of 44 capacitors (42 ceramic Stac-
kiCap 2220-1K20224-X-WS2, 0.22μF each ; two ﬁlm capacitor MKP1847, 3μF each, total
measured capacitance: 15.4μF). The capacitors discharge in each Halbach Array through
a solid state switch (thyristor). For manufacturing simplicity, each Halbach array coils are
wired independently and soldered onto intermediary printed circuit boards (PCBs) placed in
the stator. Both these PCBs are then wired to a larger PCB holding the motor, capacitors and
thyristors and designed to integrate into a Robotiq gripper. The motor, the capacitor bank and
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Figure 5.11 General system diagram.
the thyristors are placed on a printed circuit board (PCB) designed to integrate fully into a
Robotiq gripper.
The capacitors charge and thyristor activation are operated by an external PCB, controlled by
a computer through the RS-232 communication protocol. This PCB is wired to an external
high voltage, high current power supply (Iseg, HPp 20 407) and regulates both the capacitors
voltage and polarity. The full system’s operation is illustrated in Fig. 5.11.
The motor stator is divided into two parts that have been 3-D printed (Zortrax M200), the
coils and magnets are then ﬁxed inside and the assembly is ﬁxed using ﬂat bearings and non-
conductive screws. The complete motor with capacitors weighs about 200 grams.
The prototype was successfully integrated in a commercially available two ﬁnger Robotiq hand.
When used in a Robotiq two ﬁnger gripper, our prototype generated enough torque to open and
close the under-actuated robotic hand, allowing to grasp various objects as demonstrated in
Fig 5.12.
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Figure 5.12 Robotiq 2-ﬁnger gripper
with PPM motor grabbing a stress ball.
5.3 Experimental results
5.3.1 Actuator torque output
The PPM actuator’s torque output, as a function of the capacitor’s pulses is plotted in Fig. 5.13.
Each point represents the mean between ﬁve experimental values captured 10cm from the
shaft rotation center, by a force gauge (Mark 10, M4-10) and expressed in N.m. The maximum
torque is about 0.2N.m.
The torque theoretical (Fig 5.9) and experimental (Fig 5.13) maximum values are in good
agreement (0.22 N.m and 0.2 N.m), slight disparities probably being due to unaccounted ferro-
magnetic material in the simulation (bearings, shaft), and imperfections in the magnets. Thanks
to these results, we believe the shape of both numerically computed and experimental torque
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Figure 5.13 Experimental actuator torque as a function of capacitors
terminal voltage.
functions to correspond closely. This function is of great importance when using the actuator
to generate passive torque.
5.3.2 Halbach magnetic ﬂux density
Experimental results of the magnetic ﬁeld density generated by the Halbach array are shown
in Fig. 5.14. As the capacitors pulses magnetize the Halbach array, the magnetic ﬂux density
is directly related to the capacitors voltage before discharge.
Maximum and minimum values of magnetic ﬂux density, in Fig. 5.14, were logged autonomously
by the microcontroller, after ten pulses at 100V interval, at the center of one of the two Hal-
bach arrays, with a hall effect sensor (SS495A, Honeywell), no applied external ﬁeld, and
through ﬁve complete magnetization cycles. The Halbach array was manually demagnetized
and remagnetized for ﬁve cycles in order to evaluate the Halbach’s initial magnetization.
This is why the curve resemble, in shape, to a magnetization curve as presented earlier in
Fig. 5.5. The magnetic ﬂux density was logged autonomously by the microcontroller, from the
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Figure 5.14 Experimental Halbach array magnetization curve.
center of the Halbach array with a hall effect sensor (SS495A, Honeywell) and through ﬁve
complete magnetization cycles.
5.3.3 Pulse characterization
The magnetic ﬁeld switching requires the generation of large magnetic ﬁelds in the ferromag-
netic material. However, these magnetic ﬁelds only have to be maintained during very short
periods of time (in the order of nanoseconds) for the magnets magnetic domains to align.
As evidenced by the Hysteresis curves shown before in Fig. 5.5, the applied magnetic ﬁeld
needed to magnetize a magnet depends both on the magnet’s coercivity and its previous mag-
netic state. Strong pulses are required when the stator was previously strongly magnetized or
if the ferromagnetic is very hard to magnetize. We experimentally found that rotating the actu-
ator with the lowest number of pulses, regardless of the previous state of magnetization of the
magnets, requires the capacitors to be charged to at least 1150V.
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Figure 5.15 Current pulses in a single Halbach array, depending on capacitors
terminal charge voltage.
Fig. 5.15 shows the experimental current pulses in one Halbach array and charging the capaci-
tors at different voltages. The pulse was captured with an oscilloscope (Tektronix TDS 1002B)
through a rogowsky current waveform transducer (Powertek CWT 6B, 5mV/A sensitivity).
Based on the current generated by the pulses (i), and using the number of wire turns in the
solenoid (N), and the solenoid length (l) and diameter (d), we can estimate the applied magnetic
ﬁeld (H) at the magnet’s center in a solenoid of equal length and diameter (d ≈ l),
H =
Ni
l
×
[
l√
l2+d2
]
≈ Ni
l
√
2
(5.9)
Since multiple layers of wires are used, the Eq.5.9 only serves as an approximation. Using
Eq. 5.9, a 1.2 kV charge of the capacitors, creating a 168 A current pulse, generates an applied
magnetic ﬁeld of approximately 598 kA/m, which is consistent with our magnet characteristics.
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Since that multiple layers of wires are used in our solenoids, the magnetic ﬁeld generated
cannot be assumed uniform, and the Eq.5.9 is only a crude approximation. Since our solenoids
used to magnetize ferromagnetic material, it is actually more relevant to compute the applied
magnetic ﬁeld (H) rather than the magnetic ﬂux density (B).
The energy contained in the capacitors is given by the Eq. 5.10. The energy contained in
capacitors depend on their voltage and capacitance such as
Ep =
1
2
CV 2 (5.10)
Since the capacitance is constant, it is the capacitor’s voltage that dictates the energy of a pulse.
Based on Eq. 5.10, the energy contained in the most powerful pulse is obtained by charging the
capacitors at 1200V, and contains approximately 11.1 Joules.
In order to minimize weight and volume, a measure of capacitors energy density seems rea-
sonable. The ceramic capacitors are capable of storing approximately ten times more energy
per unit of volume than the Vishay ﬁlm capacitors, and are easier to ﬁt inside a given space.
However, other factors such as safety, over voltage resistance, and peak current capability, are
important too. In all these factors, the ﬁlm capacitors are superior to the ceramic capacitors.
Although storing energy in capacitors is required for the generation of these current pulses,
considering the voltages and currents involved, we think it is necessary to emphasize that one
should take appropriate safety measures before trying to reproduce any of this work.
CONCLUSION AND RECOMMENDATIONS
If you meet the buddha, kill him.
Linji
This thesis explored both sensing and actuation with the goal of improving prosthetics. Pros-
theses capabilities are still far inferior to biological members, and as a consequence the loss of a
limb, even when replaced by a prosthesis, is an important disability. By improving prostheses,
this thesis aimed at ameliorating people’s quality of life.
Prosthetics are complex devices, and their adoption by amputees is driven by a large number
of criteria such as ﬁnancial, aesthetic, functional and health related. As engineers, we can
only address a subset of these issues, and among them, we identiﬁed and focused on problems
reported as most important by recent studies.
The main reported issues for upper limb prosthetics included heat generation and excessive
weight as well as lack of both dexterity and sensory feedback. We proposed that these be-
longed mostly to two research problems, sensing and actuation, which we decided to tackle
respectively in Part I and Part II.
For each of these parts, the present conclusion will reframe this thesis work among the corre-
sponding research ﬁelds and industries, present the main thesis contributions, and then ﬁnally
expand on future innovations. By doing this, we hope to give the reader both a good under-
standing of the context by which this research was conducted, as well as insights on possible
developments.
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6.1 Microﬂuidic sensing
6.1.1 Reframing contemporary microfuidics
The research ﬁeld of Microﬂuidics was employed in this thesis as a soft alternative to conven-
tional microelectronics. However, this research ﬁeld was actually born out of very different
motivations. Microﬂuidics was ﬁrst motivated by chemical analysis at small scales, followed
by chemical and biological threat assessments, molecular biology, and more recently soft mi-
croelectronics (Whitesides (2006)).
The need for softer microelectronics is motivated by the shrinking in size of computing power.
This is driving the current trend and expectations for technological devices to move from
portable to wearable. However, modern microelectronics are still largely based on semicon-
ductors and conductors such as silicon, copper or gold; materials that are neither ﬂexible nor
stretchable.
Biological structures are compliant and often convex. As a result there is a need for softer and
more adaptative devices, leading both sensing and computation to being redesigned with new
materials in order to create softer devices. Microﬂuidics is one of the avenues being actively
explored as an alternative to conventional microelectronics. Such devices are expected to ﬁnd
use in collaborative robotics, virtual reality, and wearable devices.
As this thesis was concerned by the design and manufacture of microﬂuidic sensors for ULPs
proprioception, and it is thus inscribed in the larger trend toward soft microelectronics for
computation and sensing.
Since large scale consumer ﬂexible and stretchable computation is not yet available, designing
soft and stretchable sensors today is really tackling two problems, both of which can be solved
through a variety of techniques:
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1. The design and manufacture of a soft sensor, ideally soft and stretchable, easy to measure
as well as cheap and simple to manufacture.
2. The reliable connection of a soft structure (the sensor) with a harder one (the computation
device).
Among all the soft sensors present on the market or in the literature, microﬂuidics sensors can
probably boast to be the some of the softest and of the most stretchable. Indeed, microﬂuidics
sensors often are designed by embedding liquids in polymers. As polymers have incredible
elasticity and softness, and liquids being in many ways the ultimate stretchable and self healing
material, the alliance of both may yield incredibly compliant sensors.
In spite of all these advantages, microﬂuidic sensors also have unfavorable characteristics.
They are notably hard to manufacture as most liquids cannot hold a ﬁxed shape. As a conse-
quence, three dimensional, micro, and nano-structures can necessitate many steps to be fabri-
cated.
Additionally, the interconnects between liquid sensing elements and silicon based computa-
tion, oftentimes metal, can be the cause of leaks. As the hardness between materials differ
spectacularly and because of the mechanical deformations created during use, either a very
strong bond or a large surface is needed at the interface between the materials to prevent tears.
In the ﬁrst part of this thesis we used soft polymers embedded with microﬂuidic channels in
order build a single axis strain sensor, then a force sensitive skin, and ﬁnally a wearable artiﬁcial
skin for hand motion detection. That hand motion detection wearable skin can be adapted to
measure the conﬁguration of prosthesis, with minimal alterations to the overall design.
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6.1.2 Recommendations on microﬂuidic sensing
Looking back, the technologies we use today may seem obvious choices. There was, however,
a time where the magnetic hysteresis of ferrites cores was used in order to build logic circuits.
Nowadays, almost every logic circuit uses transistors. As much as innovative ideas are vital,
oftentimes it’s the ability for large scale production that determines their use in the world.
The future of soft sensing probably resides not only in the sheer capabilities of the sensors,
but also in our capability to produce them reliably, at the dimensions needed, and at large
scale. This reality has been well understood by the microﬂuidics community, and many papers
address this issue.
6.1.2.1 Liquids for microﬂuidics
In that respect, the use of eGaIn has been particularly successful as the oxide skin covering the
liquid (when in contact with air) grants the ability to create self standing 3-D structures during
manufacture (Kramer et al. (2013); Joshipura et al. (2015); Lu et al. (2017)).
Although low temperature melting alloys such as eGaIn exhibit very good conductivity and
ease the fabrication process, many other liquids also exist. Much like silicon can be doped
to create n or p-type junctions, achieving meaningful microﬂuidic circuits and sensors may
require the use of liquids of widely different characteristics. Fortunately, as we showed in
this thesis, conductive liquids such as room temperature ionic liquids can be tailored to offer a
wide variety of properties such as ionic conductivity (Bonhote et al. (1996)), biocompatibility
(Wei & Ivaska (2008)), or ferromagnetism (Hayashi et al. (2006)), making them potentially
suitable for many different types of sensors.
Fluids of higher viscosity (gels), may also represent yet another an attractive option. Indeed,
similarly to eGaIn, higher viscosity may ease manufacturing, while in the same time provide
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further customization opportunities of the liquids thanks to the inclusion of nano-particles in
suspensions (Wang et al. (2003); Tee et al. (2012)).
6.1.2.2 Interconnects for microﬂuidics
Finally, connecting these different liquids either together, with conventional microelectronics,
or with stretchable electronics, will require the use of soft conductive materials. Different
approaches are currently being pursued, the ﬁrst being probably the use conventional rigid
materials in curved designs. These, oftentimes called "wavy" structures, supported by soft
substrates allow for an increased ﬂexibility and stretchability.
Polymers doped with conductive nano-particle may be another avenue. Polymers are already
the material of choice for many microﬂuidic devices, and by localized doping with nano-
particles, one can modify both their mechanical and electrical properties.
Last of the interconnects alternatives, organic materials have been the focus of much research.
Obeying to Van der Waals forces rather than the stronger atomic covalent bond of inorganic
materials (such as metals), organic electronics have already demonstrated their ability for the
manufacture of soft and stretchable electronics (Forrest (2004); Someya et al. (2016)). Or-
ganic materials may very well replace completely conventional electronics in design where
stretchability is vital
6.2 Prosthetic actuation
6.2.1 Prosthetic and robotic actuation
Since the industrial revolution, assembly line robots have been tasked with the jobs described
as the three "Ds": dirty, dull and dangerous. These robots are mostly designed for speed
and precision, however, motivated by societal needs such as population aging, automation is
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expanding to new environments. Using robots in different settings requires new attributes
from the the robots, thus fostering further research. Soft and collaborative robotics are good
examples of such recent trends in robotics.
Collaborative robotics essentially aims at making robots easier and safer to interact with so
that they can be deployed alongside humans, while also operating on a larger set of tasks.
Soft robotics, as the name implies, pursues the design of robots through soft structures. Soft
robotics incentives mainly lie in healthcare applications such as minimally invasive surgery or
rehabilitation. Active prosthetics, especially when battery powered, fundamentally share many
characteristics with these two ﬁelds.
Actuation, is not only a necessary component of robots and prosthetics, it also constitutes an
important part in terms of energy expenditure and monetary cost (Seok et al. (2015)). It then
logically follows that special interest should be taken in the design of actuators for robots and
prosthetics.
Robots and prosthetics are, to this day, mostly driven through different types of electromagnetic
actuators, of which the most common are DC and brushless motors. Indeed, these actuators,
ﬁrst discovered in the 1830s, are well understood and can be very efﬁcient at high speed. How-
ever, as we demonstrated in this thesis, tasks such as grasping are ill suited for conventional
electromagnetic motors to be used, and the result of such inefﬁciency is excessive heat gener-
ation.
As heat generation limits the actuators capabilities, a strategy can be to radiate heat through
liquid cooling, thus enabling higher maximum peak torque characteristics from the actuators
(Urata et al. (2008, 2010); Kozuki et al. (2016); Hochberg et al. (2013)). Yet another may be to
conceive electromagnetic actuators better suited for a speciﬁc application (Seok et al. (2015);
Wensing et al. (2017)).
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Subscribing to this second strategy, we demonstrated the design, manufacture, and integration
of a new type of electromagnetic actuator in the second part of this thesis. This unique ac-
tuator, named the "Programmable Permanent Magnet" (PPM) actuator, requires energy only
when rotating or changing its torque output. In other words, this actuator generates torque
without consuming current or voltage, and this without using any mechanical locking system
or gearbox.
6.2.2 Recommendations for the PPM actuator
The electropermanent actuator exhibits characteristics that set him apart from other electromag-
netic actuators. The prototype manufactured, although sufﬁcient to demonstrate the working
principles, is still far from being optimized and there are many opportunities for future work.
First, a further increase in efﬁciency can be reached by improving the electrical circuit. Since
both the total capacitance and the inductance play a role in the pulse speed, by balancing these
values we expect to generate faster, more efﬁcient pulses. The equivalent inductance can be
lowered by placing the solenoids in parallel or by modifying the solenoid manufacture. The
capacitance can be lowered by removing capacitors or connecting them in series, making the
actuator smaller and lighter.
Actuator efﬁciency is a common measure used to gauge the capability of an actuator to trans-
form electrical energy into mechanical energy. Electromagnetic magnetic ﬁelds are transient
in conventional electromagnetic actuators. Therefore, a conventional actuator efﬁciency repre-
sents it’s ability to convert electrical energy in mechanical energy, at a given point in time.
In the PPM actuator, the electrical energy is used to generate and then store electromagnetic
ﬁelds in magnets. Since storing electromagnetic ﬁelds in hard ferromagnetic material is by
deﬁnition a dissipative process, and that the measure of efﬁciency relies on an instantaneous
measure of power, our PPM efﬁciency appears very low.
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A better comparison of the different types of electromagnetic actuators may be obtained by
comparing electromagnetic actuators energy expenditure for a given task. Simple reproducible
measures could be acquired as different actuators operate to create the same torque-speed out-
put for comparable period of time. We expect the PPM to comparatively use much less energy
than conventional actuators for tasks requiring constant torque at no speed, or very low speed
and large torques.
The solid states switches used (thyristors), although known for they ability to handle large
currents, are also hard to control. The use of power IGBT or Sic-Mostfets transistors may
bring better control on the pulse and faster latching times.
Increasing the pulse voltage is theoretically and for efﬁciency purposes, always a good idea.
It can be achieved in a number of ways, one of which being charging all capacitors in parallel
but discharging in series. This can be done through a special voltage multiplication electrical
circuit called a Marx generator. Doing so, however, increases the risks of electric arcs in the
actuator.
The overall use of better materials overall should improve the actuator’s reliability. High speed
PCBs, plastic bushings, better component placement and better isolation between electrical
components may help with electric arcs. Ultimately, custom made ﬁlm capacitors may also
further reduce the actuator size.
A better and more complete FEA model, with current pulses and non linear magnetization,
would be extremely useful. This would permit to model the complete behavior of the actuator,
from current pulse to torque output. In a second time, the model could be used for optimiza-
tion under constrains, leading to insights on either actuator optimal dimensions or alternative
architectures.
113
Key parameters for the model to adjust would be: the actuator overall size, the number of
magnets, the number of magnetic poles from both the Halbach array and the core magnet, the
ratio of the Halbach array external on internal radii, and ﬁnally the number of Halbach stages,
as well as the space separating them vertically. Indeed, depending on the application targeted,
the number of Halbach array stages as well as the number of magnetic poles can be adjusted to
change to actuator torque function.
Finally, although the PPM actuator is designed for constant torque generation, other applica-
tions may require efﬁciency at both high and low rotational speed. In theses cases, an hybrid
between a conventional electromagnetic actuator (DC or brushless) and the PPM actuator may
then be relevant. A conventional actuator would grant the hybrid actuator efﬁciency in high
speed low torque conditions, added peak torque when necessary, improved bandwidth for fast
actuation, and increased control for smoother shaft rotations.
Applications of the PPM actuator are anticipated for prosthetic and robotic actuation, and in
general in the ﬁeld collaborative robotics. Tasks such as grasping and walking seem especially
suited to be fulﬁlled by the PPM actuator, but we hope to see the PPM actuator used in other
applications.
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